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INTRODUCTION 


One  of  the  greatest  challenges  of  prostate  cancer  surgery  is  preservation  of  sexual  function  after 
surgery.  There  has  been  a  wide  variability  in  reported  post-operative  potency  rates,  ranging  from  9  - 
86%.  This  variability  may  be  due,  in  part,  to  our  limited  understanding  of  the  location,  extent,  and 
course  of  the  cavernous  nerves,  which  are  responsible  for  erectile  function.  Because  of  the  close 
proximity  of  the  nerves  to  the  surface  of  the  prostate,  they  are  at  risk  of  damage  during  surgical 
dissection  and  removal  of  a  cancerous  prostate.  In  addition,  their  microscopic  nature  makes  it  difficult 
to  predict  the  true  course  and  location  of  these  nerves  from  one  individual  patient  to  another. 
Improvements  in  identification,  imaging,  and  visualization  of  these  nerves  will  likely  improve  the 
consistency  of  nerve  preservation  and  postoperative  potency  and  thus  lead  to  an  improved  quality  of 
life  for  patients.  We  hypothesize  that  the  application  of  novel  optical  technologies  for  identification, 
imaging,  and  preservation  of  the  cavernous  nerves  during  prostate  cancer  surgery  will  result  in 
improved  sexual  function.  We  intend  to  test  three  optical  technologies:  Non-contact  laser  stimulation 
for  identification  of  the  cavernous  nerves,  high-resolution  imaging  of  the  cavernous  nerves  using 
optical  coherence  tomography,  and  rapid,  precise,  and  hemostatic  dissection  of  the  prostate  from  the 
cavernous  nerves  using  a  KTP  laser.  Year  1  was  devoted  to  optimization  of  the  laser  nerve 
stimulation  parameters  and  direct  comparison  with  conventional  electrical  nerve  stimulation.  We 
completed  these  tasks  ahead  of  schedule,  and  therefore  started  work  on  some  of  the  Year  2  aims  as 
well,  such  as  assembly  of  a  laparoscopic  laser  nerve  stimulation  probe,  and  improving  the  image 
quality  of  optical  coherence  tomography  for  differentiating  the  cavernous  nerves  from  the  prostate 
gland.  Overall,  we  published  our  results  in  both  scientific  and  clinical  journals  in  the  form  of  2 
manuscripts,  5  conference  proceedings,  and  3  abstracts.  Our  research  results  were  also  presented 
at  several  national  and  international  conferences,  including  the  International  Symposium  for 
Biomedical  Optics  (SPIE),  the  IEEE  Engineering  in  Medicine  and  Biology  Society  (EMBS)  annual 
meeting,  the  Engineering  and  Urology  Society  (EUS)  annual  meeting,  and  the  Sexual  Medicine 
Society  of  North  America  Fall  meeting. 
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BODY 


STATEMENT  OF  WORK  (Year  1) 

TASK  #1.  Non-contact  laser  stimulation  of  the  cavernous  nerves  (Months  1-18) 

A.  Optimize  laser  nerve  stimulation  parameters  (Months  1-6). 

Objective:  Optimize  the  laser  parameters  (wavelength,  pulse  energy,  and  pulse  rate)  to  produce 
strongest  and  most  rapid  erectile  response  as  measured  by  intracavernosal  pressure  in  the  penis. 

Cnteria  for_  Success:  Improve  the  ICP  intensity  response  over  baseline  (SNR)  from  2:1  during 
preliminary  experiments  to  a  ratio  of  4:1,  and  decrease  ICP  response  time  during  laser  stimulation. 

Status:  Completed. 

Results:  After  optimization  of  the  laser  nerve  stimulation  parameters,  we  achieved  a  peak  ICP 
response  of  approximately  50-60  mmHg.  By  comparison,  during  preliminary  studies  before 
optimization,  the  ICP  response  was  only  30-40  mmHg,  only  2  times  that  of  the  10-15  mmHg  baseline 
level.  Thus,  by  optimizing  the  laser  stimulation  parameters,  we  have  improved  the  signal-noise  ratio 
from  2:1  to  4:1,  meeting  our  criteria  for  success,  as  stated  above.  Figure  1  shows  the  strong  ICP 
signal  response  during  laser  stimulation,  representative  of  the  data  collected  during  our  in  vivo  rat 
studies  in  the  laboratory. 


60 


time  (seconds) 


Figure  1.  Laser  stimulation  of  the  cavernous  nerve  in  the  rat  prostate. 

The  optimal  laser  stimulation  parameters  were  observed  at  wavelengths  of  1860  -  1870  nm,  pulse 
energies  of  greater  than  2.7  -  8  mJ  (0.35  -  1.0  J/cm2),  and  a  pulse  rate  of  10  Hz.  Lower  pulse 
energies  and  pulse  rates  failed  to  produce  an  ICP  response  during  60  s  stimulation,  while  higher 
pulse  energies  and  pulse  rates  resulted  in  thermal  damage  to  the  nerve  and  loss  of  nerve  function. 

B.  Perform  direct  comparison  between  electrical  and  optical  nerve  (Months  7-12). 

Objective:  Perform  direct  comparison  between  non-contact  laser  stimulation  of  cavernous  nerves 
and  conventional  contact  electrical  stimulation. 

Cnteria  for  Success:  Produce  at  least  an  equivalent  signal  (ICP)  to  noise  (baseline)  level  for  laser 
stimulation  as  for  electrical  stimulation. 

Status:  Completed. 
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Results:  Below  are  three  graphs:  electrical  nerve  stimulation  (pre-control),  laser  nerve  stimulation, 
and  electrical  nerve  stimulation  again  (post-control)  for  stimulation  of  the  cavernous  nerve  on  the 
same  rat.  Notice  that  laser  nerve  stimulation  is  safe,  as  evidenced  by  no  significant  loss  in  nerve 
function  upon  re-stimulation.  Also,  notice  that  laser  nerve  stimulation  is  capable  of  producing  not  just 
a  comparable  ICP  response  to  electrical  stimulation,  but  that  laser  nerve  stimulation  may  also 
produce  a  greater  ICP  response  than  electrical  nerve  stimulation. 


20  40  60  80  100  120  140  160 


time  (seconds) 

(a)  Electrical  nerve  stimulation  (pre-control) 


time  (seconds) 

(b)  Laser  nerve  stimulation 


time  (seconds) 

(c)  Electrical  nerve  stimulation  (post-control) 


Figure  2.  Intracavernosal  pressure  (ICP)  response  as  a  function  of  time  for  electrical  and  optical  nerve  stimulation  over  a 
period  of  60  s.  (a)  Electrical  stimulation  at  beginning  of  study;  (b)  Laser  stimulation;  (c)  Electrical  stimulation  at  end  of 
study.  A  comparable  ICP  response  is  observed  during  electrical  and  laser  stimulation,  without  evidence  of  loss  in  ICP 
signal  or  nerve  function  after  repeated  laser  stimulation  measurements. 


Statement  of  Work  (First  half  of  Year  2) 

A.  Develop  rapid  scanning  laser  nerve  stimulation  system  for  prostate  surgery  (Months  13-18). 

Objective :  Develop  a  laparoscopic  laser  nerve  stimulation  probe  capable  of  rapid  scanning  of  tissue 
and  identification  of  the  cavernous  nerves  during  prostate  cancer  surgery. 

Cnteria  for  Success:  Develop  a  laparoscopic  laser  stimulation  probe  with  rapid  scanning  capability, 
and  with  a  4-mm-OD  for  insertion  through  a  5-mm-ID  laparoscopic  port  during  prostate  surgery. 

Status:  Completed. 

Results:  A  compact  laparoscopic  probe  was  designed  for  future  clinical  use  in  optical  nerve 
stimulation.  The  10-Fr  (3.4-mm-OD)  prototype  laparoscopic  probe  includes  an  aspheric  lens  for 
collimation  of  the  laser  beam  with  a  0.8-mm-diameter  spot,  coupled  with  a  200-pm-core  optical  fiber. 
A  45°  gold-coated  rod  mirror  in  the  probe  tip  provides  side-firing  delivery  of  the  laser  radiation.  The 
probe  handle  houses  a  miniature  linear  motorized  stage  for  lateral  scanning  of  the  probe  tip  over  a 
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25-mm  line  along  the  prostate  surface.  A  5.5-W  Thulium  fiber  laser  with  tunable  wavelength  range  of 
1850-1880  nm  was  tested  with  the  probe.  The  probe  fits  through  a  standard  5-mm-ID  laparoscopic 
port  and  is  capable  of  delivering  pulse  energies  up  to  8  mJ  (1.6  J/cm2)  at  a  2.5-ms  pulse  duration, 
well  above  threshold  (~  0.35  J/cm2)  for  optical  stimulation  of  the  cavernous  nerves  (Figure  4). 
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Figure  3.  Diagram  of  experimental  setup  with  fiber  optic  assembly  for  laser  probe  (left)  &  laser  equipment  (right). 
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Figure  4.  Probe  design:  (a)  Optical  component  assembly;  (b)  Linear  stage  inside  probe  handle;  (c)  Assembled  probe. 


TASK  #2.  High-resolution  imaging  of  cavernous  nerves  using  Optical  Coherence  Tomography. 
A.  Improve  OCT  image  quality  (Months  13-18). 

Objective:  To  improve  the  image  quality  of  optical  coherence  tomographic  images,  so  the  cavernous 
nerves  can  be  differentiated  from  the  prostate  gland  with  improved  depth  and  resolution. 

Status :  In  progress. 
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Results :  The  dual-tree  complex  wavelet  transform  (CDWT)  is  a  relatively  recent  enhancement  to  the 
discrete  wavelet  transform  (DWT),  with  important  additional  properties.  It  is  nearly  shift-invariant  and 
directionally  selective  in  two  and  higher  dimensions.  A  locally  adaptive  denoising  algorithm  is  applied 
to  reduce  speckle  noise  in  optical  coherence  tomography  images  of  the  prostate.  The  cavernous 
nerve  and  prostate  gland  can  be  separated  from  discontinuities  due  to  noise,  and  image  quality 
metrics  improvements  with  a  signal-to-noise  (SNR)  ratio  increase  of  14  dB  are  attained.  Figure  5 
shows  the  OCT  images  of  the  nerve  and  prostate  both  before  and  after  denoising. 


(e)  (f) 

Figure  5.  Comparison  between  original  (a,c,e)  optical  coherence  tomography  (OCT)  images  of  the  cavernous  nerves  on 
the  rat  prostate  with  denoised  (b,d,f)  OCT  images  using  our  dual-tree  complex  wavelet  transform.  A  signal-to-noise 
(SNR)  increase  of  14  dB  was  achieved  with  this  algorithm.  Each  row  shows  a  different  orientation  of  the  cavernous  nerve: 
(a,b)  longitudinal;  (c,d)  oblique;  and  (e,f)  cross-sectional. 
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KEY  RESEARCH  ACCOMPLISHMENTS 


-  We  optimized  the  laser  parameters  (wavelength,  pulse  energy,  and  pulse  rate)  to  produce  the 
strongest  and  most  rapid  erectile  response  as  measured  by  intracavernosal  pressure  (ICP)  in  the 
penis.  ICP  values  were  increased  from  an  initial  range  of  30-40  mmHg  during  preliminary  studies  to 
a  range  of  50-60  mmHg.  The  optimal  laser  stimulation  parameters  were  observed  at  wavelengths  of 
1860-1870  nm,  pulse  energies  of  2. 7-8.0  mJ  (0.35-1.0  J/cm2),  and  a  pulse  rate  of  10  Hz.  Lower 
pulse  energies  and  pulse  rates  failed  to  produce  an  ICP  response  during  60  s  stimulation,  while 
higher  pulse  energies  and  pulse  rates  resulted  in  thermal  damage  to  the  nerve  and  loss  of  nerve 
function. 

-  Direct  comparative  studies  between  laser  nerve  stimulation  and  conventional  electrical  nerve 
stimulation  were  performed,  demonstrating  no  significant  difference  in  peak  intracavernosal  pressure 
between  the  two  techniques. 

-  A  compact,  laparoscopic  laser  nerve  stimulation  probe  was  designed  for  use  in  preclinical  and 
clinical  studies.  The  handheld,  side-firing  probe  is  capable  of  rapid  scanning  of  a  laser  beam  across 
the  surface  of  the  prostate  with  a  laser  power  density  sufficient  for  nerve  stimulation.  The  probe  fits 
through  a  standard,  5-mm-OD  laparoscopic  port  typically  used  in  the  clinic  for  laparoscopic  and 
robotic  prostate  cancer  surgery. 

-  Computer  image  processing  algorithms  were  applied  to  optical  coherence  tomographic  images  of 
the  rat  cavernous  nerves  and  the  prostate  to  de-noise  the  images  and  make  it  easier  for  a  clinician  to 
differentiate  between  the  cavernous  nerves  and  the  prostate  during  prostate  cancer  surgery.  A 
signal-to-noise  (SNR)  increase  of  14  dB  was  achieved  using  these  algorithms. 
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CONCLUSION 


In  the  first  year  of  this  project,  we  accomplished  several  aims.  First,  we  optimized  the  laser 
parameters  (wavelength,  pulse  energy,  and  pulse  rate)  to  produce  the  strongest  and  most  rapid 
erectile  response  as  measured  by  intracavernosal  pressure  (ICP)  in  the  penis.  After  optimization  of 
the  laser  nerve  stimulation  parameters,  we  achieved  a  peak  ICP  response  of  approximately  50-60 
mmHg.  By  comparison,  during  preliminary  studies  before  optimization,  the  ICP  response  was  only 
30-40  mmHg,  only  2  times  that  of  the  10-15  mmHg  baseline  level.  Thus,  by  optimizing  the  laser 
stimulation  parameters,  we  have  improved  the  signal-noise  ratio  from  2:1  to  4:1.  Second,  we 
performed  direct  comparative  studies  between  laser  nerve  stimulation  and  conventional  electrical 
nerve  stimulation,  and  demonstrated  no  significant  difference  in  peak  intracavernosal  pressure 
between  the  two  techniques.  Third,  a  laparoscopic  laser  nerve  stimulation  probe  was  designed  for 
potential  use  in  preclinical  and  clinical  studies.  Finally,  computer  image  processing  algorithms  were 
applied  to  optical  coherence  tomography  images  of  the  rat  cavernous  nerves  and  the  prostate  to  de¬ 
noise  the  images  and  make  it  easier  for  a  clinician  to  differentiate  between  the  cavernous  nerves  and 
the  prostate  gland  during  prostate  cancer  surgery.  Overall,  we  published  our  results  in  both  scientific 
and  clinical  journals  in  the  form  of  2  manuscripts,  5  conference  proceedings,  and  3  abstracts.  Our 
research  results  were  also  presented  at  several  national  and  international  conferences,  including  the 
International  Symposium  for  Biomedical  Optics  (SPIE),  the  IEEE  Engineering  in  Medicine  and  Biology 
Society  (EMBS)  annual  meeting,  the  Engineering  and  Urology  Society  (EUS)  annual  meeting,  and  the 
Sexual  Medicine  Society  of  North  America  Fall  meeting. 
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Optical  Coherence  Tomography  of 
Cavernous  Nerves:  A  Step  Toward 
Real-Time  Intraoperative  Imaging  During 
Nerve-Sparing  Radical  Prostatectomy 


Soroush  Rais-Bahrami,  Adam  W.  Levinson,  Nathaniel  M.  Fried,  Gwen  A.  Lagoda, 
Alexandra  Hristov,  Ying  Chuang,  Arthur  L.  Burnett,  and  Li-Ming  Su 


OBJECTIVES 


METHODS 


RESULTS 


CONCLUSIONS 


To  demonstrate  the  use  of  optical  coherence  tomography  (OCT)  for  imaging  of  the  cavernous 
nerve  (CN)  and  periprostatic  tissues*  The  rates  of  nerve  preservation  and  postoperative  potency 
after  radical  prostatectomy  might  improve  with  better  identification  of  the  CN  using  emerging 
intraoperative  imaging  modalities*  OCT  is  an  imaging  modality  that  allows  for  real-time, 
high-resolution,  cross-sectional  imaging  of  tissues* 

Seven  male  Sprague-Dawley  rats  underwent  surgery  using  a  midline  celiotomy  to  expose  the 
bladder,  prostate,  and  seminal  vesicles*  The  CNs  and  major  pelvic  ganglion  were  identified* 
Visual  identification  of  the  CN  was  further  confirmed  by  electrical  stimulation  with  simultaneous 
intracorporeal  pressure  measurements.  OCT  images  of  the  CN,  major  pelvic  ganglion,  bladder, 
prostate,  and  seminal  vesicles  were  acquired  and  correlated  directly  with  the  histologic  findings* 
Once  a  baseline  technique  for  the  scanning  and  interpretation  of  the  acquired  images  was 
established  using  the  rat  model,  OCT  was  used  to  image  ex  vivo  human  prostatectomy  speci¬ 
mens. 

OCT  provided  unique  imaging  characteristics,  differentiating  the  CN  from  the  bladder,  prostate, 
seminal  vesicles,  and  periprostatic  fat*  OCT  images  of  the  CN  and  prostate  correlated  well  with 
the  histologic  findings*  OCT  of  ex  vivo  human  prostatectomy  specimens  revealed  findings  similar 
to  those  with  the  rat  experiments,  with,  however,  less  dramatic  architecture  visualized  in  part 
because  of  the  thicker  capsule  and  more  dense  stroma  of  human  prostates* 

The  results  of  our  study  have  shown  that  OCT  provides  real-time,  high-resolution  imaging  of  the  CN 
in  the  rat  model  with  excellent  correlation  to  the  histologic  findings*  This  study  provides  a  basis  for 
the  intraoperative  use  of  this  emerging  technology  during  nerve-sparing  prostatectomy.  UROLOGY 
72:  198-204,  2008*  ©  2008  Elsevier  Inc* 


CAVERNOUS  NERVE  PRESERVATION 
DURING  RADICAL  PROSTATECTOMY 

The  reported  rates  of  postoperative  potency  after  nerve¬ 
sparing  radical  prostatectomy  have  ranged  widely  from 
21%  to  86%. 1-5  Many  factors  contribute  to  this  wide 
range  of  potency,  including  patient  characteristics  (pre¬ 
operative  potency,  age,  presence  of  sexual  partner,  and 
medical  comorbidities),  oncologic  factors  (cancer  stage 
and  grade),  and  surgeon  skill  (technique  and  experience 
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with  nerve-sparing  prostatectomy).  Recently,  reports 
have  been  published  that  have  suggested  that  the  vari¬ 
ability  in  the  course  of  the  cavernous  nerves  (CNs)  could 
also  contribute  to  the  variation  in  the  rates  of  postoper¬ 
ative  potency.6-8  Because  of  the  microscopic  nature  of 
the  CN  and  its  superficial  course  along  the  surface  of  the 
prostate,  it  is  challenging  to  clearly  visualize  the  exact 
course  of  the  nerves  in  each  individual  patient  to  avoid 
injury  during  resection  of  the  cancerous  prostate  gland. 
The  rates  of  nerve  preservation  and  postoperative  po¬ 
tency  after  radical  prostatectomy  could  improve  with 
better  identification  of  the  CN  by  incorporating  real-time 
intraoperative  imaging*  To  aid  in  the  identification  and 
preservation  of  the  CN,  numerous  imaging  modalities  are 
currently  under  investigation  to  assess  their  possible  role 
in  developing  a  more  individualized  anatomic  CN-spar- 
ing  radical  prostatectomy*  In  this  study,  we  investigated 
the  use  of  optical  coherence  tomography  (OCT)  for 
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imaging  of  the  CN  in  the  rat  model,  as  well  as  in  ex  vivo 
human  prostatectomy  specimens. 


OPTICAL  COHERENCE  TOMOGRAPHY 

OCT  is  an  emerging  imaging  modality  that  allows  for 
real-time,  high-resolution,  cross-sectional  imaging  of  tis¬ 
sues  and  is  being  integrated  into  multiple  medical  disci¬ 
plines.  Analogous  to  B-mode  ultrasonography,  OCT 
measures  backscatter  near- infrared  light  rather  than 
sound,  obtaining  images  of  tissues  with  resolutions  sev¬ 
eral  orders  of  magnitude  greater  (1  to  15  jam)  than  that 
achieved  with  ultrasonography.9,10  Currently,  clinical 
OCT  systems  are  being  used  in  ophthalmology  and  car¬ 
diology.  Application  of  OCT  to  urologic  practice  is  being 
actively  studied,  and  the  initial  reports  of  OCT  imaging 
of  the  genitourinary  tissues,  including  the  prostate,  ure¬ 
thra,  ureters,  kidneys,  and  bladder,  have  been  pub¬ 
lished.11-17 

Several  aspects  of  OCT  make  this  a  very  attractive 
imaging  modality  for  surgical  disciplines.  The  compact, 
fiberoptic  nature  delivery  system  for  OCT  has  allowed  it 
to  be  integrated  into  existing  surgical  instruments,  in¬ 
cluding  catheters,  hand-held  probes,  and  needles.18-20 
OCT  also  offers  localized,  high-resolution  imaging  of  the 
area  of  interest  and  lends  itself  to  portability,  unlike 
radiologic  cross-sectional  imaging  modalities  such  as 
computed  tomography  and  magnetic  resonance  imaging. 
Finally,  the  OCT  systems  are  available  at  a  relatively  low 
cost  because  their  components  are  already  mass  produced 
for  the  telecommunications  industry. 

The  aim  of  this  study  was  to  explore  the  use  of  OCT 
for  diagnostic  imaging  of  the  CN  and  periprostatic  struc¬ 
tures  in  situ  in  the  rat  animal  model  and  in  ex  vivo 
prostatectomy  specimens,  with  the  eventual  goal  of  im¬ 
plementing  this  technology  into  real-time  intraoperative 
mapping  of  the  CN  during  nerve-sparing  radical  prosta¬ 
tectomy. 


MATERIAL  AND  METHODS 

Niris  OCT  System 

All  imaging  in  this  study  was  performed  with  the  commercially 
available  Niris  OCT  system  (Imalux,  Cleveland,  Ohio),  which 
acquires  real-time  images  with  200  X  200  pixels  and  an  axial  to 
lateral  resolution  of  1 1  to  25-jixm  to  a  maximal  depth  of  1.6  mm. 
The  system  consists  of  a  computer  console  and  screen  on  which 
the  real-time  images  are  seen.  A  handheld  8F  (2.7  mm  OD) 
Niris  probe  is  connected  to  the  console  and  used  for  transmis¬ 
sion  of  near- infrared  light  to  the  tissues  and  can  be  rotated  to 
achieve  various  angles  of  cross-section  imaging,  very  similar  to 
ultrasonography.  Foot  pedal  attachment  allows  for  hands-free 
acquisition  and  storing  of  OCT  images. 


In  Vivo  Imaging  of  Rat  Periprostatic  Structures 

The  prostate,  CN,  major  pelvic  ganglion,  bladder,  and  sem¬ 
inal  vesicles  were  identified  by  way  of  midline  celiotomy  in 
seven  male  Sprague-Dawley  rats  weighing  between  400  and 
600  g.  CN  electrical  stimulation  with  simultaneous  intracor- 


Figure  1.  Close-up  view  of  in  vivo  OCT  imaging  probe  on 
prostate  gland  adjacent  to  CN  in  rat  model. 


poreal  pressure  measurements  was  performed  to  provide 
physiologic  confirmation  of  the  CN.  Increased  intracorporeal 
pressure  and  augmented  penile  length  and  girth  were  clearly 
demonstrated,  confirming  the  location  and  course  of  the  rat 
CN.  OCT  images  were  then  acquired  of  the  CN  and 
periprostatic  structures,  localizing  the  CN  based  on  both 
direct  visualization  and  electrical  stimulation  (Fig.  1,  Video 
1-4).  Finally,  the  prostate  was  removed  en  bloc  and  processed 
for  hematoxylin-eosin  histologic  correlation,  as  described  in 
detail  by  Fried  et  al.21 


Ex  Vivo  Imaging  of  Human  Prostatectomy 
Specimens 

Once  a  baseline  technique  for  scanning  and  interpretation  of 
the  acquired  images  was  established  in  the  rat  model,  OCT  was 
used  to  image  ex  vivo  human  prostatectomy  specimens.  OCT 
imaging  was  performed  on  human  prostates  in  the  operating 
room,  immediately  after  specimen  extraction  following  robot- 
assisted  laparoscopic  radical  prostatectomy.  Five  cases  of  robot- 
assisted  laparoscopic  radical  prostatectomy  were  performed  by  a 
single  surgeon  (L.S.)  from  October  2006  to  January  2007  in 
which  unilateral  wide  excision  of  the  neurovascular  bundle 
(NVB)  was  required  because  of  concern  of  local  extension  of 
cancer  into  the  NVB.  The  resected  specimens  were  passed  off  of 
the  sterile  field  and  the  prostate  gland,  CN,  and  other  associ¬ 
ated  periprostatic  structures  were  scanned  using  OCT  before 
submitting  the  specimen  to  surgical  pathology  for  final  diagnosis 
and  staging  (Fig.  2). 
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A  B 

Figure  2.  Ex  vivo  setup  for  OCT  imaging  of  CN  and  other  periprostatic  structures  for  ex  vivo  human  prostatectomy  specimens 
after  robot-assisted  laparoscopic  radical  prostatectomy.  (A)  Robotic-assisted  radical  prostatectomy  specimen  with  NVB 
spared.  (B)  Robotic-assisted  radical  prostatectomy  specimen  with  NVB  resected. 


C  D 

Figure  3.  OCT  imaging  and  histologic  (hematoxylin-eosin)  correlation  of  rat  CN  (A,B)  in  cross  section  and  (C,D)  in  oblique 
section  overlying  prostate  glandular  tissue. 


200 


UROLOGY  72  (1),  2008 


A 


B 


C  D 

Figure  4.  OCT  images  of  rat  (A)  bladder  wall,  (B)  seminal  vesicle,  (C)  blood  vessel,  and  (D)  adipose  tissue. 


RESULTS 

In  Vivo  Imaging  of  Rat  Periprostatic  Structures 

In  our  rat  experiments,  the  CN  was  first  identified  visu¬ 
ally,  with  physiologic  confirmation  by  electrical  stimula¬ 
tion.  With  this  basis,  we  then  applied  OCT  imaging  to 
evaluate  the  appearance  of  the  CNs  with  respect  to  the 
surrounding  periprostatic  tissues,  including  the  prostate 
gland,  bladder,  seminal  vesicles,  blood  vessels,  and 
periprostatic  fat.  We  found  that  OCT  provided  unique 
imaging  characteristics  for  each  of  these  tissues,  with  the 
longitudinal  CN  and  major  pelvic  ganglion  images  ap¬ 
pearing  as  hyperdense,  linear  structures,  likely  because  of 
their  superficial  nature  allowing  for  less  signal  attenua¬ 
tion  and  light  scatter,  as  well  as  the  brighter  coloration  of 
the  nerve  tissue  allowing  for  more  reflection  of  light.  The 
prostatic  tissue  underlying  the  CN  appeared  less  intense 
with  large  vacuolated  glands.  OCT  images  of  the  nerve 
and  underlying  prostate  glandular  architecture  correlated 
extremely  well  with  the  representative  hematoxylin-eo- 
sin  histologic  sections  (Fig.  3).  The  bladder  appeared  as  a 
thick-walled  structure  surrounding  a  large  urine-filled  lu¬ 
men;  the  seminal  vesicles  appeared  as  a  thick  wall  sur¬ 


rounding  a  less -intense  fluid  containing  lumen,  the  blood 
vessels  appeared  as  a  medium- intensity  rim  surrounding  a 
mixed-density  fluid-filled  lumen,  and  adipose  tissue  ap¬ 
peared  as  a  fine  lace-like  pattern  (Fig.  4). 

Ex  Vivo  Imaging  of  Human  Prostatectomy 
Specimens 

The  OCT  imaging  of  human  prostatectomy  specimens 
revealed  findings  very  similar  to  those  of  the  rat  study, 
allowing  for  identification  of  the  CN  superficially  as  a 
linear,  dense  signal  intensity,  which  correlated  with  his¬ 
tologic  examination  of  the  same  (Fig.  5A-D).  OCT  im¬ 
aging  clearly  identified  the  CNs  and  vessels  in  the  NVB 
and  pathologic  examinations  of  the  specimens  confirmed 
the  presence  of  the  NVB  on  the  side  in  which  the  NVB 
was  not  spared.  In  the  prostatectomy  specimens  analyzed, 
the  nerves  were  only  spared  unilaterally,  providing  an 
internal  control  within  each  specimen,  for  which  OCT 
revealed  a  paucity  of  supracapsular  vessels  and  CNs  later 
confirmed  with  pathologic  examination  (Fig.  5E,F). 

Despite  the  very  similar  findings  in  scanning  human 
CN  and  prostatic  tissue,  OCT  imaging  of  human  speci- 
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Figure  5.  (A-D)  OCT  imaging  and  histologic  (hematoxylin-eosin)  correlation  of  ex  vivo  human  prostatectomy  specimens 
revealing  intact  overlying  neurovascular  bundle.  (E,F)  OCT  imaging  and  histologic  (hematoxylin-eosin)  correlation  of  ex  vivo 
human  prostatectomy  specimens  revealing  prostate  gland  without  overlying  NVB  on  contralateral  nerve-sparing  side  of 
resection  specimen. 


mens  was  more  challenging  than  in  the  rat  because  of  the 
abundance  of  blood  vessels  and  fat  traveling  along  with 
the  CNs  within  the  NVB.  In  addition,  the  relatively 


greater  density  of  the  prostatic  capsule  and  stroma  of  the 
human  prostate  compared  with  the  rat  prostate  resulted 
in  a  significant  loss  of  signal  contrast,  making  discrimb 
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nation  between  the  CN  and  underlying  prostate  gland 
more  difficult. 

COMMENT 

Recent  anatomic  studies  investigating  the  location  and 
course  of  the  CN  have  raised  some  questions  as  to  the 
precise  distribution  and  course  of  these  nerve  fibers  trav¬ 
eling  in  the  NVB  alongside  the  prostate  gland.6  ~  8  These 
studies  were  based  on  histologic  evaluation  of  human 
cadavers  and  suggest  that  the  CNs  might  have  a  more 
diffuse  branching  than  previously  thought,  and  their  dis¬ 
tribution  might  be  different  from  one  individual  to  an¬ 
other.6  This  anatomic  variability  in  the  CN  distribution 
could  in  part  explain  the  wide  range  in  potency  results 
found  after  nerve-sparing  radical  prostatectomy.  Taken 
together,  these  findings  highlight  the  importance  for  ad¬ 
ditional  exploration  of  imaging  modalities  that  would 
allow  for  real-time  anatomic  mapping  of  the  CNs,  allow¬ 
ing  for  individualized  preservation  of  these  nerves  during 
prostatectomy. 

During  open  retropubic  radical  prostatectomy,  sur¬ 
geons  have  long  used  the  cavernous  vessels  as  a  macro¬ 
scopic  landmark  for  where  the  CNs  travel  within  the 
NVB.  Laparoscopy  has  allowed  for  improved  visualiza¬ 
tion  of  the  periprostatic  structures,  but  despite  the  mag¬ 
nification  provided,  the  precise  course  of  the  microscopic 
CNs  remains  elusive.  Ukimura  and  Gill22  have  proposed 
the  use  of  real-time  transrectal  ultrasonography  of  the 
NVB  to  aid  in  guiding  nerve  preservation  during  laparo¬ 
scopic  radical  prostatectomy.  With  this  technique,  pul¬ 
sations  within  the  NVB  are  used  to  identify  the  cavern¬ 
ous  vessels  within  the  NVB,  providing  a  surrogate  for 
locating  the  CNs.  Although  transrectal  ultrasonography 
provides  real-time  feedback,  once  again  the  CNs  are  not 
directly  visualized  but  rather  assumed  to  course  amidst 
the  visible  cavernous  vessels. 

In  the  present  study,  we  have  reported  the  successful 
use  of  OCT  for  real-time  in  situ  imaging  of  the  CNs  in 
the  rat  animal  model.  The  rat  model  was  chosen  for  this 
study,  because  it  is  a  well-known  animal  model  for  study¬ 
ing  the  CN.  In  the  rat,  the  CN  exists  as  a  large,  visible 
structure,  with  very  little  surrounding  blood  vessels  and 
fatty  tissue,  making  it  ideal  for  identification  and  imaging 
using  OCT.  The  CNs  were  visually  identified  and  con¬ 
firmed  physiologically  by  electrical  stimulation,  and  the 
OCT  images  were  then  correlated  with  the  hematoxylin- 
eosin  histologic  findings.  We  found  that  OCT  correlated 
well  with  the  histologic  findings  in  differentiating  the 
CN  from  the  underlying  prostate  glandular  architecture. 
Furthermore,  OCT  imaging  of  the  periprostatic  structures 
such  as  the  bladder,  prostate  gland,  seminal  vesicles,  and 
periprostatic  fat,  provided  a  unique  imaging  signature  for 
each  of  these  structures,  allowing  for  easy  interpretation 
and  differentiation  between  the  different  tissue  types. 

Despite  OCT’s  excellent  resolution  and  discrimination 
of  the  CN  from  the  surrounding  periprostatic  tissues  in 
the  rat  model,  it  did  not  provide  as  consistent  a  contrast 


in  the  human  prostatectomy  specimens  imaged,  likely  as 
a  consequence  of  the  differing  capsular  and  glandular 
tissue  density.  Because  this  study  was  performed  with  a 
first-generation  OCT  device,  additional  improvements  in 
light  sources  might  improve  the  imaging  depth,  resolu¬ 
tion,  and  differentiation  between  minor  changes  in  tissue 
architecture  to  better  visualize  human  prostates  and 
periprostatic  structures.  In  addition,  further  modification 
of  OCT  delivery  could  allow  for  such  technology  to  be 
placed  at  the  end  of  robotic  and  laparoscopic  instru¬ 
ments,  allowing  for  precise  mapping  of  the  CNs  during 
radical  prostatectomy.  Ideally,  OCT  could  be  used  to 
image  the  topographic  landscape  of  the  entire  postero¬ 
lateral  aspect  of  the  prostate,  revealing  the  course  of  the 
CNs  and  sites  of  nerve  branching  otherwise  not  grossly 
visible. 

CONCLUSIONS 

The  results  of  our  study  have  shown  that  OCT  provides 
excellent  real-time,  high-resolution  imaging  of  the  CN 
and  periprostatic  structures  in  the  rat  animal  model. 
OCT  images  correlate  well  with  the  representative  his¬ 
tologic  findings  of  the  CN  and  underlying  prostatic  tis¬ 
sue.  OCT  technology  provides  great  promise  as  an  intra¬ 
operative  imaging  modality  for  precise  and  individualized 
CN  preservation  during  radical  prostatectomy. 
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Abstract.  The  dual-tree  complex  wavelet  transform  (CDWT)  is  a  rela¬ 
tively  recent  enhancement  to  the  discrete  wavelet  transform  (DWT), 
with  important  additional  properties.  It  is  nearly  shift-invariant  and 
directionally  selective  in  two  and  higher  dimensions.  In  this  letter,  a 
locally  adaptive  denoising  algorithm  is  applied  to  reduce  speckle 
noise  in  time-domain  optical  coherence  tomography  (OCT)  images  of 
the  prostate.  The  algorithm  is  illustrated  using  DWT  and  CDWT.  Ap¬ 
plying  the  CDWT  provides  improved  results  for  speckle  noise  reduc¬ 
tion  in  OCT  images.  The  cavernous  nerve  and  prostate  gland  can  be 
separated  from  discontinuities  due  to  noise,  and  image  quality  metrics 
improvements  with  a  signal-to-noise  ratio  increase  of  14  dB  are 

attained.  ©  2009  Society  of  Photo-Optical  Instrumentation  Engineers. 
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1  Introduction 

Optical  coherence  tomography  (OCT)  is  a  noninvasive  optical 
imaging  technique  used  to  perform  high-resolution  cross- 
sectional  in  vivo  and  in  situ  imaging  of  microstructure  in  bio¬ 
logical  tissues.1  OCT  imaging  of  the  cavernous  nerves  in  the 
rat  and  human  prostate  has  recently  been  demonstrated.2-5 
However,  improvements  in  the  quality  of  the  images  for  iden¬ 
tification  of  the  cavernous  nerves  during  prostate  cancer  sur¬ 
gery  would  aid  preservation  of  the  nerves  and  improve  post¬ 
operative  sexual  function. 

Speckle  occurs  in  the  OCT  image  when  the  particles  com¬ 
posed  in  the  underlying  tissue  structures  are  smaller  than  the 
coherence  length  of  the  light  source.6  Because  the  speckle 
pattern  is  uncorrelated  at  different  positions,  angles,  and  opti¬ 
cal  wavelengths,  speckle  reduction  using  spatial  and  fre¬ 
quency  compounding  techniques  cannot  remove  speckle  from 
images  acquired  with  standard  OCT  systems.  Recently,  wave¬ 
let  techniques  have  been  employed  successfully  in  speckle 
noise  reduction  for  OCT  images.7,8  Wavelet  shrinkage  denois¬ 
ing  is  denoising  by  nonlinear  soft  thresholding  in  the  wavelet 
transform  domain.  Adler  et  al.7  applied  the  discrete  wavelet 
transform  (DWT)  which  provides  the  most  compact  represen¬ 
tation;  however,  it  has  several  limitations.  The  dual- tree  com¬ 
plex  wavelet  transform  (CDWT)  overcomes  these  limitations 
because  it  is  nearly  shift-invariant  and  is  oriented  in  2-D.8,9 
The  complex  wavelet  transform  was  used  for  wavelet  denois¬ 
ing  in  OCT  images.10,11  Forouzanfar  et  al.10  applied  the  direc¬ 
tional  Bayesian  estimator  to  remove  noise  from  the  wavelet 
coefficients,  and  we11  applied  a  single  threshold  globally  for 
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all  relevant  parts  of  the  transform  in  OCT  images  of  experi¬ 
mental  systems. 

In  this  study,  we  have  gone  one  main  step  further  to  apply 
the  wavelet  shrinkage  technique,  using  CDWT,  to  an  FDA 
approved  clinical  endoscopic  OCT  system.  For  this  purpose,  a 
bivariate  shrinkage  with  local  variance  estimation  algorithm  is 
applied,12  because  the  performance  of  the  wavelet  shrinkage 
algorithm  for  OCT  image  denoising  can  be  improved  by  con¬ 
sidering  the  statistical  dependencies  among  wavelet  coeffi¬ 
cients.  We  compare  the  results  of  the  DWT  and  CDWT  algo¬ 
rithms  for  wavelet  shrinkage  denoising  of  in  vivo  OCT  images 
of  the  rat  prostate. 


2  Wavelet  shrinkage  denoising 

Denoising  attempts  to  remove  noise  and  retain  signal  regard¬ 
less  of  the  frequency  content  of  the  signal.  Wavelet  shrinkage 
is  denoising  by  shrinking  (nonlinear  soft  thresholding)  in  the 
wavelet  transform  domain. 

The  observed  image,  X ,  is  modeled  as  an  uncorrupted  im¬ 
age,  S ,  and  multiplicative  speckle  noise,  N.  On  a  logarithmic 
scale,  speckle  is  converted  to  additive  noise,  X=S+N.  The 
wavelet  shrinkage  denoising  algorithm  requires  the  following 
four-step  procedure,13 

Y  =  W(X) 

X  =  d{Y) 

Z  =  D{Y,X) 

S=W~\Z )  (1) 
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Fig.  1  (a)  Ordering  of  the  approximation  and  detail  coefficients  of  a 
two-level  2-D  DWT;  (b)  a  three-level  DWT;  (c)  a  three-level  CDWT 
wavelet  filter  banks. 


3  Wavelet  transform 

Operator  W(.)  relates  to  the  wavelet  transform,  which  is  the 
representation  of  a  function  by  scaled  and  translated  copies  of 
a  finite-length  or  fast-decaying  oscillating  waveform,  which 
can  be  used  to  analyze  signals  at  multiple  scales.  Wavelet 
coefficients  carry  both  time  and  frequency  information,  as  the 
basis  functions  vary  in  position  and  scale. 


3.1  2-D  DWT 

The  DWT  converts  a  signal  to  its  wavelet  representation.  In  a 
one-level  DWT,  a  signal  c0  is  split  into  an  approximation  part 
cl  and  a  detail  part  dx.  In  a  multilevel  DWT,  each  subsequent 
ct  is  split  into  an  approximation  ci+]  and  detail  di+x.  For  2-D 
images,  each  ct  is  split  into  an  approximation  ci+x  and  three 


Table  1  Image  quality  values. 


No. 

Image 

CNR 

(dB) 

ENL 

SNR 

(dB) 

Original 

3.33 

1 168.6 

23.36 

1 

Denoised  (DWT) 

4.97 

1425.5 

26.56 

Denoised  (CDWT) 

5.63 

1490.9 

27.13 

Original 

9.09 

1420.9 

27.50 

2 

Denoised  (DWT) 

1 1.44 

1824.5 

43.47 

Denoised  (CDWT) 

12.03 

1932.4 

45.27 

Original 

9.1 1 

1276.9 

27.99 

3 

Denoised  (DWT) 

1 1.04 

1555.7 

46.59 

Denoised  (CDWT) 

1 1.48 

1609.9 

46.06 

Original 

1 1.96 

1580.4 

28.07 

4 

Denoised  (DWT) 

13.79 

1796.6 

35.78 

Denoised  (CDWT) 

14.08 

1866.3 

35.64 

Original 

7.67 

1621.7 

26.76 

5 

Denoised  (DWT) 

10.79 

2255.4 

49.84 

Denoised  (CDWT) 

1 1.39 

2442.9 

47.60 

Original 

7.05 

893.2 

28.61 

6 

Denoised  (DWT) 

8.40 

1043.7 

46.95 

Denoised  (CDWT) 

8.86 

1080.6 

45.21 

Original 

9.50 

1974.1 

25.62 

7 

Denoised  (DWT) 

13.02 

2672.1 

41.57 

Denoised  (CDWT) 

13.56 

2894.8 

43.90 

Original 

12.44 

3575.3 

26.88 

8 

Denoised  (DWT) 

18.62 

6771.6 

43.47 

Denoised  (CDWT) 

19.32 

7580.6 

43.42 

Original 

4.67 

1014.1 

25.13 

9 

Denoised  (DWT) 

6.23 

1202.0 

32.91 

Denoised  (CDWT) 

6.90 

1303.0 

33.59 

Original 

8.31 

1613.9 

26.65 

Mean 

Denoised  (DWT) 

10.92 

2283.0 

40.79 

Denoised  (CDWT) 

1 1.47 

2466.8 

40.87 

detail  channels  d]+l,  d2i+l  and  d3i+l  for  horizontally,  vertically, 
and  diagonally  oriented  details,  respectively,  Figures  1(a)  and 
1(b).  The  inverse  DWT  reconstructs  each  ct  from  ci+i 
and  di+l. 
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Fig.  2  OCT  and  corresponding  histologic  images  of  the  rat  cavernous  nerve:  (a,b)  longitudinal  section,  (c,d)  oblique  section,  and  (e,f)  cross  section. 
In  each  section,  the  cavernous  nerve  corresponds  to  a  relatively  high  signal  intensity  (shown  in  red)  and  lies  superficial  to  the  prostate,  (color  online 
only.) 
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Fig.  3  OCT  images  of  the  rat  cavernous  nerve  after  wavelet  shrinkage  denoising:  (a.c.e)  using  DWT  and  (b,d,f)  using  CDWT.  In  comparison  to 
DWT,  CDWT  has  the  advantages  of  being  nearly  shift-invariant  and  oriented  in  two  dimensions. 
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3.2  2-D  CDWT 

The  CDWT  calculates  the  complex  transform  of  a  signal  us¬ 
ing  two  separate  DWT  decompositions  [trees  a  and  b, 
Fig.  1(c)].  If  the  filters  used  in  one  are  specifically  designed 
differently  from  those  in  the  other,  it  is  possible  for  one  DWT 
to  produce  the  real  coefficients  and  the  other  the  imaginary 
coefficients.  This  redundancy  of  two  provides  extra  informa¬ 
tion  for  analysis  but  at  the  expense  of  extra  computational 
power. 

The  wavelet  transform,  W,  must  be  specified  by  its  analy¬ 
sis  and  synthesis  wavelet  filter  banks.  In  our  case,  wavelet 
coefficients  are  calculated  from  the  Farras  nearly  symmetric 
wavelet.14  The  wavelet  transform  package  by  Selesnick 
et  al.15  was  used  for  implementation  of  the  wavelet  transform. 

4  Shrinkage  denoising 

Operator  d(.)  in  Eq.  (1)  selects  a  data-adaptive  threshold,  and 
D(.,\)  denotes  the  denoising  operator  with  threshold  X.  Bi¬ 
variate  shrinkage  with  local  variance  estimation  algorithm12  is 
applied  for  shrinkage  denoising.  After  estimating  the  signal 
components  of  the  noisy  coefficients  in  the  wavelet  domain, 
the  inverse  wavelet  transform,  W~\  is  taken  to  reconstruct  the 
noise-free  image. 

5  Results 

Figure  2  shows  time-domain  OCT  images  of  the  cavernous 
nerves  at  different  orientations  (longitudinal,  oblique,  and 
cross-sectional)  coursing  along  the  surface  of  the  rat  prostate. 
OCT  images  were  taken  in  vivo  using  a  clinical  endoscopic 
OCT  system  (Imalux,  Cleveland,  OH)  which  is  based  on  a 
novel,  low-maintenance,  low-cost,  lightweight  OCT  system 
using  an  all  single-mode  fiber  common-path  interferometer- 
based  scanning  system  (Optiphase,  Van  Nuys,  CA).  Histo¬ 
logic  sections  of  the  cavernous  nerves  were  processed  for 
comparison,  Fig.  2.  Figure  3  shows  the  images  after  denoising 
using  DWT  and  CDWT.  Image-quality  metrics  were  used  to 
assess  performance  by  measuring  the  average  contrast-to- 
noise  ratio,  CNRn  =  1 0  X  lo g(jmn  ~/ub/  ^cr^+ ofy  ,6  and  the  av¬ 
erage  equivalent  number  of  looks,  ENL „=/x2/o^,7  over  the 
region  of  interest  which  is  the  location  of  the  cavernous  nerve 
in  each  image.  /x„  is  the  mean  of  the  pixel  values  in  the 
location  of  the  cavernous  nerve,  <xn  is  the  pixel  standard  de¬ 
viation,  and  /zb  and  crb  are  the  pixel  mean  and  standard  de¬ 
viation  of  a  background  region  of  the  image,  respectively.  All 
calculations  are  made  after  logarithmic  transformation  of  the 
image.  In  addition,  the  global  SNR  is  calculated  as  SNR 
=  10  X  log[max  (Xlin)2/<xjjn],  where  Xlin  is  the  2-D  matrix  of 
pixel  values  in  the  OCT  image  and  <xjjn  is  the  noise  variance, 
both  on  linear  intensity  scales.6 

The  values  of  CNR,  ENL  and  SNR  for  nine  sample  images 
show  significant  improvement,  Table  1.  A  paired  t-test  was 
performed  for  comparison  of  original  and  denoised  images, 
with  statistical  significance  given  by  values  of  ^<0.05. 
Comparison  of  original  and  CDWT  denoised  images  results  in 
P  values  for  CNR,  ENL,  and  SNR  of  0.0003,  0.07,  and 
0.0001,  respectively.  The  values  for  CNR  and  SNR  are  con¬ 
sidered  to  be  statistically  significant.  Comparison  of  DWT  and 
CDWT  results  in  P  values  for  CNR,  ENL,  and  SNR  of 


0.0001,  0.05,  and  0.9,  respectively.  The  values  for  CNR  and 
ENL  are  considered  to  be  statistically  significant. 

DWT  lacks  the  shift-invariance  property,  and  in  multiple 
dimensions  it  performs  poorly  for  distinguishing  orientations, 
which  is  important  in  image  processing.  In  other  words,  this 
lack  of  orientation  selectivity  greatly  complicates  modeling 
and  processing  of  geometric  image  features  like  the  ridges 
and  edges  in  which  the  cavernous  nerves  belong.16  Therefore, 
denoising  using  CDWT,  which  is  more  selective  with  respect 
to  orientation  and  provides  approximate  shift-invariance, 
overcomes  this  problem  and  still  allows  excellent  reconstruc¬ 
tion  of  the  image.  These  properties  make  the  CDWT  better  in 
denoising  than  the  normal  DWT.  Comparison  of  CNR,  ENL, 
and  SNR  values  for  DWT  and  CDWT  verifies  this;  however, 
we  can  also  visually  recognize  the  advantage  of  shrinkage 
denoising  using  the  CDWT. 

6  Conclusion 

The  wavelet  shrinkage  denoising  technique  was  used  for 
speckle  noise  reduction  in  the  OCT  images  of  cavernous 
nerves  in  the  rat  prostate.  Two  different  wavelet  transform 
procedures  were  used,  DWT  and  CDWT,  and  their  denoising 
results  were  compared  for  identification  of  the  cavernous 
nerves.  The  CDWT  was  used  to  take  advantage  of  this  trans¬ 
form,  which  is  shift-invariant  and  directionally  selective.  An 
SNR  increase  of  14  dB  with  significant  image  quality  im¬ 
provements  was  obtained.  This  algorithm  for  wavelet  denois¬ 
ing  may  be  a  useful  technique  for  clinical  OCT  applications. 
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Laser  Stimulation  of  the  Cavernous  Nerves  in  the  Rat  Prostate,  In  Vivo: 
Optimization  of  Wavelength,  Pulse  Energy,  and  Pulse  Repetition  Rate 

Nathaniel  M.  Fried,  Gwen  A.  Lagoda,  Nicholas  J.  Scott,  Li-Ming  Su,  and  Arthur  L.  Burnett 

Abstract  -  The  cavernous  nerves  on  the  prostate  surface  are  responsible  for  erectile  function.  Improved  diagnostic  techniques  are  necessary 
for  identification  of  the  nerves  during  prostate  cancer  surgery  and  preservation  of  sexual  function  after  surgery.  Electrical  mapping  of  the 
nerves  has  been  used  as  an  intra-operative  tool  during  prostate  surgery,  but  it  has  proven  inconsistent  and  unreliable.  Non-contact  optical 
stimulation  of  the  cavernous  nerves  in  the  rat  prostate  has  recently  been  demonstrated  as  a  potential  alternative  to  electrical  nerve 
stimulation.  The  purpose  of  this  study  is  to  optimize  the  laser  parameters  to  provide  the  maximum  intracavernosal  pressure  response  after 
optical  nerve  stimulation  in  the  rat  prostate.  Optimal  laser  nerve  stimulation  parameters  provided  comparable  response  to  electrical  nerve 
stimulation.  Optical  nerve  stimulation  may  represent  a  potential  intra-operative  diagnostic  technique  for  use  in  laparoscopic  and  robotic 
nerve-sparing  prostate  cancer  surgery. 


I.  INTRODUCTION  AND  BACKGROUND 


A.  Cavernous  Nerves 

Preservation  of  the  cavernous  nerves  (CN)  during  prostate  cancer  surgery  is  critical  in  preserving  a  man’s  ability  to  have 
spontaneous  erections  following  surgery.  Because  of  the  close  proximity  of  the  nerves  to  the  prostate  surface,  they  are  at  risk  of  injury 
during  dissection  and  removal  of  a  cancerous  prostate  gland.  Their  microscopic  nature  also  makes  it  difficult  to  predict  the  location 
and  path  of  these  nerves  from  one  patient  to  another.  These  observations  may  explain  the  wide  variability  in  reported  sexual  potency 
rates  (21-86%)  following  prostate  cancer  surgery  [1-6].  Recent  anatomic  studies  also  suggest  that  the  CN  may  have  more  extensive 
branching  along  the  prostate  surface  than  originally  thought,  and  that  our  current  understanding  of  the  location,  extent,  and  course  of 
these  nerves  may  be  limited  [7].  Improvements  in  identification  of  the  CN  during  surgery  would  aid  preservation  of  the  nerves  and 
improve  post-operative  potency,  resulting  in  direct  patient  benefit. 

Several  optical  diagnostic  technologies  have  recently  been  studied  for  improved  identification  of  the  CN,  including  optical 
coherence  tomography  (OCT)  [8-11]  and  fluorescence  imaging  [12,13].  Our  laboratory  has  also  demonstrated  the  feasibility  of  using 
near- infrared  laser  radiation  for  non-contact  optical  stimulation  of  the  CN  in  a  rat  model  [10,14].  The  rat  prostate  serves  as  an 
excellent  model  for  studying  the  CN,  as  the  rat  cavernous  nerve  is  a  large,  visible,  and  distinct  bundle  allowing  for  easy  identification. 

B.  Nerve  Stimulation 

Conventional  electrical  stimulation  of  the  CN  is  used  in  scientific  studies  to  measure  erectile  response.  Intraoperative  nerve 
mapping  devices  have  also  been  used  as  a  surgical  diagnostic  tool  to  assist  in  preservation  of  the  CN  during  nerve-sparing  prostate 
cancer  surgery  [15-21].  However,  these  nerve  mapping  technologies  have  proven  inconsistent  and  unreliable  in  both  identifying  the 
CN  and  evaluating  nerve  function. 

Electrical  nerve  stimulation  in  general  has  several  limitations.  First,  it  is  limited  by  the  need  for  physical  contact  between  the 
electrode  and  the  tissue,  which  may  result  in  tissue  damage.  Second,  the  spatial  precision  of  stimulation  is  limited  by  the  electrode’s 
size.  Third,  electrical  stimulation  itself  produces  artifacts  that  may  interfere  with  measurement. 

Recently,  optical  stimulation  of  nerves  has  been  demonstrated  using  pulsed  infrared  lasers  [22-26].  Laser  nerve  stimulation  offers 
several  advantages  over  electrical  stimulation  including:  (1)  a  non-contact  method  of  stimulation,  (2)  improved  spatial  selectivity,  and 
(3)  elimination  of  stimulation  artifacts. 

The  purpose  of  this  study  is  to  optimize  the  laser  parameters  (wavelength,  pulse  energy,  and  pulse  repetition  rate),  for  optical 
stimulation  of  the  cavernous  nerve  in  the  rat  prostate.  The  optimal  laser  stimulation  parameters  would  provide  the  highest  magnitude 
intracavernosal  pressure  (ICP)  response  over  a  short  duration. 

II.  MATERIALS  AND  METHODS 


A.  Animal  Surgical  Preparation 

Ten  male  Sprague  Dawley  rats  weighing  approximately  300  grams  were  anesthetized  by  intraperitoneal  injection  with  50  mg/kg 
sodium  pentobarbital.  The  rats  were  secured  in  the  supine  position  and  prepped  for  surgery.  The  CN  arising  from  the  ipsilateral  major 
pelvic  ganglion  situated  dorsolateral  to  the  prostate  was  exposed  via  a  midline  suprapubic  incision  and  anterior  pelvic  dissection. 
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B.  Electrical  Nerve  Stimulation 

Identification  of  the  CN  was  confirmed  by  electrical  stimulation  with  simultaneous  intracavemosal  pressure  (ICP)  measurements. 
To  assess  ICP,  the  shaft  of  the  penis  was  denuded  of  skin  and  the  left  crural  region  was  cannulated  with  a  23 -G  needle  connected  via 
polyethylene  tubing  to  a  pressure  transducer.  To  electrically  stimulate  the  CN,  a  bipolar  electrode  attached  to  a  Grass  Instruments  S48 
stimulator  was  placed  on  top  of  the  nerve.  Stimulation  parameters  were  4  V  for  60  s  at  a  frequency  of  16  Hz  with  a  square  wave 
duration  of  5  ms.  An  increase  in  ICP  after  electrical  stimulation  of  the  CN  was  detected  by  a  data  acquisition  system,  and  the  response 
parameters  were  analyzed  with  MATLAB  software. 


C.  Optical  Nerve  Stimulation 


Laser  stimulation  of  the  CN  was  conducted  with  a  continuous-wave,  wavelength-tunable,  Thulium  fiber  laser  (TLT-5,  IPG 
Photonics,  Oxford,  MA).  A  function  generator  and  optical  shutter  were  used  to  modulate  the  continuous- wave  laser  and  produce 
pulsed  output.  The  laser  pulse  duration,  laser  spot  diameter,  and  stimulation  time  were  fixed  at  2.5  ms,  1  mm,  and  60  s,  respectively. 
The  laser  pulse  energy  was  increased  from  0.725  mJ  -  6.75  mJ  (0.09  -  0.86  J/cm2).  The  laser  pulse  repetition  rate  was  varied  between 
5-20  Hz.  The  laser  wavelength  was  tuned  between  1850-1880  nm,  producing  a  variable  optical  penetration  depth  in  the  nerve  from 
300-600  micrometers,  chosen  to  approximate  the  diameter  of  the  rat  CN.  The  laser  beam  was  focused  with  a  200-mm-focal-length 
calcium  fluoride  lens  into  a  400-pm-core  low-OH  silica  optical  fiber.  A  green  aiming  beam  was  coupled  into  the  fiber  to  provide 
alignment  with  the  nerve.  The  working  distance  of  the  fiber  tip  from  the  nerve  was  kept  fixed  at  7  mm,  providing  a  1-mm-diameter 
spot  (1/e2)  on  the  tissue  surface,  as  measured  using  a  razor  blade  scan.  Table  1  summarizes  the  laser  parameters  studied.  Figure  1 
shows  a  diagram  of  the  experimental  setup. 


TABLE  I 

OPTICAL  STIMULATION  PARAMETERS 


Wavelength  (nm): 

1850  -  1880 

Pulse  Energy  (mJ): 

0.725  -  6.75 

Spot  Diameter  (mm): 

1 

Fluence  (J/cm2): 

0.09  -  0.86 

Pulse  Duration  (ms): 

2.5 

Pulse  Repetition  Rate  (Hz): 

5-20 

Surgical  Prep 


D.  Histological  Preparation 


Fig.  1.  Experimental  setup  for  optical  stimulation  of  the  cavernous  nerves. 


At  the  completion  of  the  study,  the  rats  were  euthanized  by  a  lethal  intracardiac  injection  of  saturated  potassium  chloride  while 
under  anesthesia,  as  is  consistent  with  the  recommendations  of  the  Panel  of  Euthanasia  of  the  American  Veterinary  Medical 
Association.  After  euthanization,  the  CN  was  removed  and  fixed  with  a  1 0%  formalin  concentration.  Cross-sections  of  the  CN  were 
processed  for  histological  examination  via  hematoxylin  and  eosin  staining. 


III.  RESULTS 

The  optimal  laser  stimulation  parameters  were  observed  at  wavelengths  of  1860-1870  nm,  pulse  energies  greater  than  2.7  mJ 
(0.35  J/cm2),  and  a  pulse  rate  of  10  Hz.  Lower  pulse  energies  and  pulse  rates  failed  to  produce  an  ICP  response  during  60  s 
stimulation.  After  optimization  of  the  laser  stimulation  parameters,  ICP  responses  similar  in  magnitude  to  electrical  stimulation  were 
recorded,  with  no  evidence  of  thermal  damage  to  the  nerves  (Figures  2  and  3). 


Fig.  2.  (a)  Gross  image  of  CN  (bar  =  1  mm)  and  (b)  H&E-stained  histologic  cross-section  of  CN,  after  laser  stimulation. 
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Fig.  3.  Intracavemosal  pressure  (ICP)  response  as  a  function  of  time  for  electrical  and  optical  nerve  stimulation  over  a  period  of  60  s.  (a)  Electrical  stimulation  at 
beginning  of  study;  (b)  Laser  stimulation;  (c)  Electrical  stimulation  at  end  of  study.  A  comparable  ICP  response  is  observed  during  electrical  and  laser  stimulation, 
without  evidence  of  loss  in  ICP  signal  or  nerve  function  after  repeated  laser  stimulation  measurements. 

However,  as  the  pulse  energy  and/or  pulse  repetition  rate  were  increased  further,  thermal  damage  to  the  nerve  as  evidenced  by  a 
significant  loss  in  ICP  response  and  gross  and  histological  tissue  analysis,  was  observed. 

IV.  DISCUSSION 

There  is  a  wide  variability  in  reported  sexual  potency  rates  following  prostate  cancer  surgery,  due,  in  part,  to  the  difficulty  in 
preserving  the  CN  during  surgery.  Any  technology  that  can  assist  in  identification  and  preservation  of  the  CN  during  surgery  may 
lead  to  direct  patient  benefit.  Optical  technologies  are  ideally  suited  for  use  in  surgical  guidance  for  several  reasons.  First,  laser  light 
may  be  delivered  through  small,  flexible  optical  fibers  and  easily  integrated  into  existing  surgical  instruments  for  potential  use  in 
laparoscopic  and  robotic  nerve-sparing  prostate  cancer  surgery.  Second,  lasers  provide  increased  spatial  resolution  for  stimulation  of 
the  nerves  in  comparison  with  electrical  stimulation.  Third,  unlike  electrical  stimulation,  lasers  can  stimulate  the  nerves  in  non- 
contact  mode,  thus  avoiding  potential  mechanical  damage  to  the  nerve  and  interference  with  the  surgeon’s  field-of-view  during  the 
procedure. 

The  purpose  of  this  study  was  to  use  a  rat  prostate  model  to  optimize  the  laser  stimulation  parameters  as  a  potential  diagnostic 
tool  for  identification  of  the  CN  during  laparoscopic  and  robotic  prostate  cancer  surgery.  The  rat  CN  is  a  relatively  large,  visible,  and 
distinct  structure  as  compared  to  its  human  counterpart,  thus  aiding  identification.  Furthermore,  the  rat  prostate  model  allowed  us  to 
correlate  laser  nerve  stimulation  data  with  electrical  nerve  stimulation  and  histology. 


However,  a  major  limitation  of  this  study  is  that  the  rat  prostate  model  represents  an  idealized  version  of  the  human  anatomy.  In 
the  rat,  the  CN  is  large  and  clearly  visible  as  it  courses  along  the  prostate  surface.  In  the  human,  on  the  contrary,  although  the  CN 
courses  near  the  prostate  surface,  there  is  intervening  tissue  (e.g.  periprostatic  fascia  and  cavernous  blood  vessels)  between  the  nerves 
and  the  laser  probe,  making  identification  of  the  nerves  more  challenging. 

V.  CONCLUSION 

The  laser  nerve  stimulation  parameters  were  optimized,  resulting  in  an  ICP  response  similar  in  magnitude  and  duration  to 
conventional  electrical  stimulation.  Noncontact  optical  stimulation  of  the  cavernous  nerves  may  represent  an  alternative  to  electrical 
nerve  stimulation  as  a  potential  diagnostic  tool  during  nerve-sparing  laparoscopic  and  robotic  prostate  cancer  surgery. 
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Wavelet  Denoising  during  Optical  Coherence  Tomography  of  the 
Prostate  Nerves  using  the  Complex  Wavelet  Transform 
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Abstract — Preservation  of  the  cavernous  nerves  during 
prostate  cancer  surgery  is  critical  in  preserving  sexual  function 
after  surgery.  Optical  coherence  tomography  (OCT)  of  the 
prostate  nerves  has  recently  been  studied  for  potential  use 
in  nerve-sparing  prostate  surgery.  In  this  study,  the  discrete 
wavelet  transform  and  complex  dual-tree  wavelet  transform  are 
implemented  for  wavelet  shrinkage  denoising  in  OCT  images 
of  the  rat  prostate.  Applying  the  complex  dual-tree  wavelet 
transform  provides  improved  results  for  speckle  noise  reduction 
in  the  OCT  prostate  image.  Image  quality  metrics  of  the 
cavernous  nerves  and  signal-to-noise  ratio  (SNR)  were  improved 
significantly  using  this  complex  wavelet  denoising  technique. 


algorithms  for  wavelet  shrinkage  denoising  in  the  OCT  image 
of  the  rat  prostate. 

II.  Wavelet  Shrinkage  Denoising 

Denoising  attempts  to  remove  noise  and  retain  signal 
regardless  of  the  frequency  content  of  the  signal.  Wavelet 
shrinkage  is  denoising  by  shrinking  (nonlinear  soft  thresh¬ 
olding)  in  the  wavelet  transform  domain. 

The  observed  image,  X ,  is  modeled  as  an  uncorrupted  im¬ 
age,  S,  and  multiplicative  speckle  noise,  N.  On  a  logarithmic 
scale,  speckle  is  converted  to  additive  noise, 


I.  Introduction 

Improvements  in  real-time  imaging  and  identification  of 
the  cavernous  nerves  during  prostate  cancer  surgery  would 
aid  preservation  of  the  nerves  and  improve  postoperative 
sexual  function. 

Optical  coherence  tomography  (OCT)  is  an  emerging 
noninvasive  optical  imaging  technique  used  to  perform  high- 
resolution  cross-sectional  in  vivo  and  in  situ  imaging  of 
microstructure  in  transparent  and  nontransparent  biological 
tissues  [1].  OCT  imaging  of  the  cavernous  nerves  in  the  rat 
and  human  prostate  has  recently  been  demonstrated  [2],  [3], 
[4],  [5].  However,  improvements  in  the  quality  of  the  OCT 
images  may  be  necessary  prior  to  clinical  use. 

Speckle  occurs  in  the  OCT  image  when  the  particles 
composed  in  the  underlying  tissue  structures  are  smaller  than 
the  coherence  length  of  the  light  source  [6].  Speckle  mod¬ 
eled  as  multiplicative  noise  can  be  transformed  to  additive 
noise  by  applying  a  logarithmic  operation.  Recently,  wavelet 
techniques  have  been  employed  successfully  in  speckle  noise 
reduction  for  OCT  images  [7]. 

Wavelet  shrinkage  denoising  is  denoising  by  nonlinear  soft 
thresholding  in  the  wavelet  transform  domain.  The  wavelet 
transform  comes  in  several  forms.  The  discrete  wavelet 
transform  (DWT)  provides  the  most  compact  representation, 
however,  it  has  several  limitations.  The  dual-tree  complex 
wavelet  transform  (CDWT)  overcomes  these  limitations  be¬ 
cause  it  is  nearly  shift-invariant  and  is  oriented  in  2-D 
[8].  In  this  study,  we  compare  the  results  of  the  discrete 
wavelet  transform  and  dual-tree  complex  wavelet  transform 
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X  =  S  +  N  (1) 

The  wavelet  shrinkage  denoising  algorithm  requires  the 
following  four-step  procedure  [9],  implemented  by  Matlab. 


Y  =  W(X) 

A  =  d(Y) 

Z  =  D(Y,  A) 

S  =  W~1(Z) 

III.  Wavelet  Transform 


(2) 


Wavelet  transform  is  the  representation  of  a  function 
by  scaled  and  translated  copies  of  a  finite-length  or  fast- 
decaying  oscillating  waveform,  which  can  be  used  to  analyze 
signals  at  multiple  scales.  Wavelet  coefficients  carry  both 
time  and  frequency  information,  as  the  basis  functions  vary 
in  position  and  scale. 


A.  2-D  Discrete  Wavelet  Transform 

The  discrete  wavelet  transform  (DWT)  converts  a  signal 
to  its  wavelet  representation.  In  a  one-level  DWT,  a  signal 
Co  is  split  into  an  approximation  part  c\  and  a  detail  part 
di.  In  a  multilevel  DWT,  each  subsequent  q  is  split  into 
an  approximation  q+i  and  detail  di+\.  For  2-D  images, 
each  Ci  is  split  into  an  approximation  q+i  and  three  detail 
channels  d}+1,  d?+1  and  d?+1  for  horizontally,  vertically,  and 
diagonally  oriented  details,  respectively,  Fig.  1.  The  inverse 
DWT  (IDWT)  reconstructs  each  q  from  q+i  and  di+i. 

B.  Complex  2-D  Dual-Tree  Wavelet  Transform 

The  dual-tree  complex  wavelet  transform  (CDWT)  calcu¬ 
lates  the  complex  transform  of  a  signal  using  two  separate 
DWT  decompositions  (tree  a  and  tree  b,  Fig.  2).  If  the  filters 
used  in  one  are  specifically  designed  different  from  those 
in  the  other  it  is  possible  for  one  DWT  to  produce  the  real 
coefficients  and  the  other  the  imaginary.  This  redundancy  of 
two  provides  extra  information  for  analysis  but  at  the  expense 
of  extra  computational  power. 


(a) 


(b) 


Fig.  1.  (a)  Ordering  of  the  approximation  and  detail  coefficients  of 

two-level  2-D  DWT.  (b)  A  3-level  DWT  wavelet  filter  bank. 


Fig.  2.  Block  diagram  for  a  3 -level  CDWT. 


The  wavelet  transform,  W,  must  be  specified  by  its  anal¬ 
ysis  and  synthesis  wavelet  filter  banks.  In  our  case,  wavelet 
coefficients  are  calculated  from  the  Farras  nearly  symmetric 
wavelet  [10].  The  Wavelet  Transform  package  by  Selesnick 
et  al.  [11]  was  used  for  implementation  of  wavelet  transform. 

IV.  Shrinkage  Denoising 

Operator  d(.)  relates  to  the  threshold  procedure.  In  our 
case,  it  uses  a  single  threshold  globally  for  all  relevant  parts 
of  the  transform.  VisuThresh  as  a  practical,  wavelet  domain, 
global  threshold  procedure  in  which  A  =  y/2  logn  [12],  is 
used  for  all  levels  of  the  transform. 

D(.,  A)  denotes  the  denoising  operator  with  soft  threshold 
A.  The  following  formula  defines  nonlinear  soft  thresholding 
for  data  Y  [13], 

D(Y ,  A)  =  sgn(Y)  x  max(0,  \Y\  -  A)  (3) 

D  nulls  all  values  of  Y  for  which  \Y\  <  A  and  shrinks 
toward  the  origin  by  an  amount  A  all  values  of  Y  for  which 


Fig.  3.  Close-up  view  of  the  cavernous  nerve  on  the  surface  of  the  rat 
prostate,  shown  in  white. 
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Fig.  4.  OCT  image  of  the  rat  cavernous  nerve  (Longitudinal  section).  The 
cavernous  nerve  lies  superficial  to  the  prostate  gland. 

\Y\  >  A.  It  is  the  latter  aspect  that  has  led  to  D  being  called 
the  shrinkage  operator  in  addition  to  the  soft  thresholding 
operator.  After  estimating  the  signal  components  of  the 
noisy  coefficients  in  the  wavelet  domain,  the  inverse  wavelet 
transform,  VF_1,  is  taken  to  reconstruct  the  noise-free  image. 

V.  Results  and  Discussion 

Fig.  3  shows  a  close-up  view  of  the  cavernous  nerve  on 
the  rat  prostate.  To  demonstrate  imaging,  we  performed  two- 
dimensional  cross-sectional  OCT  imaging  of  the  rat  prostate, 
Fig.  4.  The  resolution  of  the  system  is  20  /im  (lateral)  x 
16  fim  (longitudinal).  The  image  size  is  512x512  pixels, 
covering  an  area  of  1.3  x  1.8  mm.  The  cavernous  nerve  can 
be  differentiated  from  the  surrounding  periprostatic  tissue 
and  prostate  gland. 

The  same  OCT  image  from  scanning  the  cavernous  nerve 
coursing  along  the  surface  of  the  rat  prostate  after  denoising 
is  shown  in  Fig.  5  and  Fig.  6.  Wavelet  shrinkage  denoising 
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Fig.  5.  OCT  image  of  the  rat  cavernous  nerve  after  wavelet  shrinkage 
denoising  using  discrete  wavelet  transform  (DWT). 
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Fig.  6.  OCT  image  of  the  rat  cavernous  nerve  after  wavelet  shrinkage 
denoising  using  complex  dual-tree  wavelet  transform  (CDWT). 


of  the  image  can  be  compared  using  2-D  discrete  wavelet 
transform,  Fig.  5,  and  complex  2-D  dual-tree  wavelet  trans¬ 
form,  Fig.  6.  The  OCT  signals  in  a  longitudinal  scan  sample 
before  and  after  filtering  were  also  taken  for  comparison, 
Fig.  7. 

The  performances  of  these  two  wavelet  transform  pro¬ 
cedures  can  be  compared  for  the  purpose  of  real-time  im¬ 
age  denoising  and  identification  of  the  cavernous  nerves  in 
the  prostate.  The  complex  2-D  dual-tree  wavelet  transform 
performs  visually  better  for  denoising  the  image  of  the 
prostate  nerves.  Image  quality  metrics  were  also  used  to 
assess  performance  by  measuring  the  average  contrast-to- 
noise  ratio  (CNR)  and  the  average  equivalent  number  of 
looks  (ENL)  over  the  region  of  interest  (ROI)  which  is  the 


Fig.  7.  Comparison  of  the  OCT  signals  in  a  longitudinal  scan  sample 
before  and  after  wavelet  shrinkage  denoising. 

TABLE  I 

Image  Quality  Values 


Image 

CNR  (dB) 

ENL 

SNR  (dB) 

Original 

0.4135 

2439 

37.61 

Denoised(DWT) 

5.23 

5342 

55.10 

Denoised(CDWT) 

5.71 

6469 

54.76 

location  of  the  cavernous  nerve  in  each  image.  The  CNR 
measures  the  contrast  between  an  image  feature  and  an  area 
of  background  noise,  while  the  ENL  measures  smoothness 
in  areas  that  should  have  a  homogeneous  appearance  but 
are  corrupted  by  speckle.  These  image  quality  metrics  are 
defined  as  the  following  [6],  [7]: 

CNRn  =  10  x  log(/ira  -  /j,b/ yjcrl  +  of)  (4) 

ENLn  =  nl/a2n  (5) 

where  /in  is  the  mean  of  the  pixel  values  in  the  location  of 
cavernous  nerve,  crn  is  the  pixel  standard  deviation,  and  /i& 
and  G\)  are  the  pixel  mean  and  standard  deviation  of  a  back¬ 
ground  region  of  the  image,  respectively.  All  measurements 
are  made  after  logarithmic  transformation. 

In  addition,  the  global  SNR  is  calculated  as  [6]: 

SNR  =  10  x  log(ma x(XHn)2 /afin)  (6) 

where  Xnn  is  the  two  dimensional  matrix  of  pixel  values 
in  the  OCT  image  on  a  linear  intensity  scale  and  afin  is 
the  noise  variance  on  a  linear  intensity  scale.  Table  1  shows 
image  quality  values  for  the  original  and  wavelet  denoised 
images. 

The  discrete  wavelet  transform  lacks  the  shift-invariance 
property,  and  in  multiple  dimensions  it  performs  poorly 
for  distinguishing  orientations,  which  is  important  in  image 
processing.  The  complex  2-D  dual-tree  wavelet  transform  is 


more  selective  with  respect  to  orientation.  It  also  provides 
approximate  shift-invariance  yet  still  allows  perfect  recon¬ 
struction  of  the  signal.  These  properties  make  the  complex 
dual-tree  wavelet  transform  better  in  2-D  denoising  than  the 
normal  discrete  wavelet  transform.  CNR  and  ENL  image 
quality  metrics  verify  this,  however,  we  can  also  visually 
recognize  the  advantage  of  shrinkage  denoising  using  the 
complex  dual-tree  wavelet  transform. 

VI.  Conclusion 

The  wavelet  shrinkage  denoising  technique  was  used  for 
speckle  noise  reduction  in  the  OCT  images  of  cavernous 
nerves  in  the  rat  prostate.  Two  different  wavelet  trans¬ 
form  procedures  were  used:  discrete  wavelet  transform  and 
complex  dual-tree  wavelet  transform,  and  their  denoising 
results  were  compared  for  identification  of  the  cavernous 
nerves.  Image  quality  metrics  improved  significantly  by  those 
two  algorithms.  The  complex  dual-tree  wavelet  transform 
performs  better  visually  and  by  numerical  metrics  for  wavelet 
denoising  in  the  OCT  images  of  the  prostate  nerves. 
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ABSTRACT 

The  cavernous  nerves  are  responsible  for  erectile  function  and  course  along  the  prostate  surface,  varying  in  size  and 
location  among  patients,  making  preservation  of  sexual  function  challenging  after  prostate  cancer  surgery. 
Electrical  stimulation  has  proven  inconsistent  and  unreliable  in  identifying  these  nerves  and  evaluating  nerve 
function.  Optical  stimulation  of  the  rat  cavernous  nerves  has  recently  been  reported  as  a  alternative  to  electrical 
stimulation,  with  potential  advantages  including  noncontact  stimulation  and  improved  spatial  selectivity.  This  study 
describes  the  design  of  a  compact  laparoscopic  probe  for  future  clinical  use  in  optical  nerve  stimulation.  The  10-Fr 
(3.4-mm-OD)  prototype  laparoscopic  probe  includes  an  aspheric  lens  for  collimation  of  the  laser  beam  with  a  0.8- 
mm-diameter  spot,  coupled  with  a  200-pm-core  optical  fiber.  A  45°  gold-coated  rod  mirror  in  the  probe  tip  provides 
side-firing  delivery  of  the  laser  radiation.  The  probe  handle  houses  a  miniature  linear  motorized  stage  for  lateral 
scanning  of  the  probe  tip  over  a  25-mm  line  along  the  prostate  surface.  A  5.5-W  Thulium  fiber  laser  with  tunable 
wavelength  range  of  1850-1880  nm  was  tested  with  the  probe.  The  probe  fits  through  a  standard  5-mm-ID 
laparoscopic  port  and  is  capable  of  delivering  pulse  energies  up  to  8  mJ  (1.6  J/cm2)  at  a  2.5-ms  pulse  duration,  well 
above  the  threshold  (~  0.35  J/cm2)  for  optical  stimulation  of  the  cavernous  nerves. 

Key  Words:  optical  stimulation,  nerve,  prostate,  cavernous  nerves,  laparoscopic  probe 

1.  INTRODUCTION 

Preservation  of  the  cavernous  nerves  during  prostate  cancer  surgery  is  critical  in  preserving  a  man’s  ability  to  have 
spontaneous  erections  following  surgery.  Because  of  the  close  proximity  of  the  nerves  to  the  surface  of  the  prostate, 
they  are  at  risk  of  damage  during  dissection  and  removal  of  a  cancerous  prostate  gland.  As  a  result,  there  is  a  wide 
variability  in  reported  potency  rates  following  prostatectomy  [1].  Improvements  in  identification  of  the  cavernous 
nerves  will  likely  aid  in  surgical  preservation  of  the  nerves  during  prostate  surgery  and  lead  to  direct  patient  benefit. 

Intra-operative  electrical  nerve  mapping  devices  have  been  tested  for  preservation  of  the  cavernous  nerves  during 
prostate  surgery.  However,  these  technologies  have  proven  inconsistent  and  unreliable  in  identifying  the  nerves  and 
evaluating  nerve  function  [2].  Recently,  optical  nerve  stimulation  has  been  demonstrated  using  pulsed  infrared 
lasers  [3].  Laser  nerve  stimulation  offers  several  general  advantages  over  electrical  stimulation,  including  non- 
contact  method  of  stimulation,  improved  spatial  selectivity,  and  elimination  of  stimulation  artifacts. 

Our  laboratory  previously  reported  successful  optical  stimulation  of  the  cavernous  nerves  in  a  rat  model  [4,5].  We 
are  developing  this  technique  as  a  potential  intra-operative  diagnostic  method  for  identifying  and  preserving  the 
cavernous  nerves  during  laparoscopic  and  robotic  prostatectomy.  There  is  a  narrow  range  of  parameters  for  nerve 
stimulation:  a  fluence  less  than  ~  0.35  J/cm2  does  not  produce  a  reliable  response,  while  a  fluence  above  ~  0.8-1 
J/cm2  results  in  nerve  damage  upon  repetitive  stimulation  [5,6].  Since  the  fluence  at  the  fiber  output  end  may 
decrease  rapidly  due  to  beam  divergence,  it  is  critical  that  the  probe  produce  a  collimated  beam  over  a  short  working 
distance  (e.g.  millimeters),  so  a  constant  fluence  corresponding  to  safe  and  reproducible  stimulation  can  be  achieved. 

The  purpose  of  this  study  is  to  describe  the  design  and  assembly  of  a  prototype  laparoscopic  probe  for  future  clinical 
testing  during  nerve-sparing  laparoscopic  prostatectomy. 
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2.  MATERIALS  AND  METHODS 


The  laparoscopic  probe  consists  of  several  components  (Figures  1  and  2).  A  standard  probe  from  an  existing 
disposable  laparoscopic  instrument  was  used  to  house  a  miniature  linear  motorized  stage  (MM-3M-F-1,  National 
Aperture,  inc.,  Salem,  NH)  capable  of  scanning  for  side-firing  delivery  a  distance  of  25  mm.  The  motorized  stage 
was  connected  to  a  PC  via  USB  connections  and  operated  with  Labview  software.  A  30-cm-long,  stainless  steel  rod 
(2.7-mm-ID,  3.4-mm-OD,  HTX-10R-24-05,  Small  Parts,  inc.,  Miami  Lakes,  FL),  capable  of  being  inserted  through 
a  standard  5-mm-ID  laparoscopic  port  was  attached  to  the  stage.  This  rod  housed  all  of  the  optics  inside  a  quartz 
capillary  tube  (2.0-mm-ID,  2.4-mm-OD,  CV2024,  Vitrocom,  Mountain  Lakes,  NJ).  The  optics  consisted  of  an 
aspheric  lens  (2-mm-OD,  350430-C,  Thorlabs,  Newton,  NJ)  and  a  45°  rod  mirror  (2-mm-OD,  NT54-091,  Edmund 
Optics,  Barrington,  NJ)  with  custom  gold  coating  (International  Micro  Photonix,  inc.,  Tewksbury,  MA).  A  200-pm- 
core  low-OH  silica  optical  fiber  (BFL22-200,  Thorlabs)  with  0.22  NA  was  inserted  into  a  glass  ferrule  (Vitrocom) 
for  centering  with  the  optics,  and  then  glued  into  place  inside  the  glass  capillary  tubing. 


Laser  Setup 


Figure  1.  Diagram  of  experimental  setup  with  fiber  optic  assembly  for  laser  probe  (left)  and  laser  equipment  (right). 


(a) 


(b) 


(c) 


Figure  2.  Probe  design:  (a)  Optical  component  assembly;  (b)  Linear  stage  inside  probe  handle;  (c)  Assembled  probe. 
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A  5.5-Watt  Thulium  fiber  laser  (TLT-5,  IPG  Photonics,  Inc,  Oxford,  MA)  with  tunable  wavelength  range  of  1850- 
1880  nm  was  tested  with  the  probe.  This  relatively  inexpensive,  compact,  portable  laser  source  was  chosen  because 
its  wavelength  range  provides  an  optical  penetration  depth  in  tissue  that  approximates  the  diameter  of  the  cavernous 
nerve  for  uniform  stimulation,  and  its  excellent  spatial  beam  profile  allows  efficient  coupling  of  the  laser  energy  into 
an  optical  fiber.  The  laser  is  capable  of  delivering  pulse  energies  and  fluences  sufficient  for  optical  nerve 
stimulation  when  externally  modulated  for  operation  in  pulsed  mode  with  a  pulse  length  of  approximately  2.5  ms. 

3.  RESULTS 

Figure  3  shows  preliminary  studies  designed  to  produce  a  collimated  laser  beam  at  the  output  end  of  the  probe.  The 
use  of  a  smaller  optical  fiber  diameter  resulted  in  a  more  collimated  laser  beam  (Figure  3  a),  as  expected,  but  at  the 
expense  of  greater  transmission  losses  during  coupling  of  the  laser  beam  into  the  input  end  of  the  fiber.  A  200-pm- 
core  fiber  provided  a  good  compromise  between  an  acceptable  transmission  rate  of  64%  (Table  1)  and  a  collimated 
beam  with  a  diameter  of  0.8  mm  over  a  distance  of  approximately  15-20  mm  (Figure  3b),  sufficient  for  use  in 
laparoscopic  surgery  performed  under  magnification  with  a  camera  inserted  through  a  separate  port. 


Figure  3.  (a)  Divergence  of  laser  beam  as  a  function  of  fiber  optic  core  diameter;  (b)  Comparison  of  beam  divergence  for  200 
pm  fiber  without  and  without  a  collimating  lens. 

Figure  4ab  shows  the  spatial  beam  profile  in  both  2D  and  3D,  acquired  with  an  infrared  beam  analyzer  (Pyrocam  III, 
Spiricon,  Logan  UT).  Figure  4c  provides  the  1/e2  Gaussian  beam  diameter  measured  with  a  razor  blade  scan. 
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Figure  4.  Spatial  beam  profile  of  the  laser  beam  at  the  output  end  of  the  laparoscopic  probe:  (a)  3D  profile;  (b)  Cross-section; 
(c)  Razor  blade  scan  of  the  1/e2  beam  diameter. 

Table  1  provides  a  summary  of  the  optical  losses  through  the  laser  setup  and  laparoscopic  probe  optical  components. 
The  transmission  rate  out  of  the  probe  measured  approximately  64%. 
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Table  1.  Optical  transmission  losses  measured  as  a 
function  of  optical  components  in  probe  and  laser  system. 


Optical  Component 

Losses  (%) 

100% 

Laser  system 

Cold  Mirror: 

-  11.9% 

Focusing  Lens: 

-  5.8% 

Optical  Fiber: 

-  7.9% 

Probe 

Aspheric  Lens: 

-  4.5% 

Rod  Mirror  +  Tubing: 

-  6.0% 

Transmission: 

63.9% 

4.  DISCUSSION 

Optical  stimulation  of  the  cavernous  nerves  in  a  rat  model  has  recently  been  demonstrated.  This  study  describes  the 
design  and  assembly  of  a  laparoscopic  probe  for  future  testing  during  laser  nerve  stimulation  in  the  clinic. 
Application  of  laser  nerve  stimulation  in  a  clinical  setting  will  require  reproducible  results.  To  provide  optimal 
nerve  stimulation  without  permanent  damage  to  the  nerves  and  loss  of  nerve  function,  the  handheld  probe  needs  to 
deliver  a  constant  fluence  at  the  tissue  surface.  Since  optical  fiber  delivery  is  a  requirement  for  such  a  device,  and 
nerve  stimulation  is  performed  in  a  noncontact  mode  to  preserve  the  surgical  fleld-of-view,  and  the  laser  fluence  at 
the  output  tip  of  the  optical  fiber  normally  decreases  rapidly  with  beam  expansion,  optics  are  necessary  to  provide  a 
collimated  beam  and  fixed  laser  fluence  over  a  short  working  distance.  The  laparoscopic  laser  probe  described  here 
provides  a  collimated  laser  beam  over  a  short  working  distance  of  15-20  mm. 

5.  CONCLUSIONS 

A  prototype  compact  laparoscopic  probe  was  designed  for  future  clinical  testing  of  optical  stimulation  of  the 
cavernous  nerves  during  laparoscopic  prostatectomy.  The  probe  fits  through  a  standard  laparoscopic  port,  is  capable 
of  scanning  a  collimated  1-mm-diameter  laser  spot  across  the  tissue  surface,  and  delivering  fluences  sufficient  for 
stimulation  of  the  cavernous  nerves. 
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ABSTRACT 

Improvements  in  identification,  imaging,  and  visualization  of  the  cavernous  nerves  during  prostate  cancer  surgery, 
which  are  responsible  for  erectile  function,  may  improve  nerve  preservation  and  postoperative  sexual  potency. 
In  this  study,  we  use  a  rat  prostate,  ex  vivo ,  to  evaluate  the  feasibility  of  optical  coherence  tomography  (OCT) 
as  a  diagnostic  tool  for  real-time  imaging  and  identification  of  the  cavernous  nerves.  A  novel  OCT  system 
based  on  an  all  single-mode  fiber  common-path  interferometer-based  scanning  system  is  used  for  this  purpose. 
A  wavelet  shrinkage  denoising  technique  using  Stein’s  unbiased  risk  estimator  (SURE)  algorithm  to  calculate  a 
data-adaptive  threshold  is  implemented  for  speckle  noise  reduction  in  the  OCT  image.  The  signal-to-noise  ratio 
(SNR)  was  improved  by  9  dB  and  the  image  quality  metrics  of  the  cavernous  nerves  also  improved  significantly. 

Keywords:  optical  coherence  tomography,  cavernous  nerves,  wavelet  shrinkage  denoising 

1.  INTRODUCTION 

Preservation  of  the  cavernous  nerves  during  radical  prostatectomy  for  prostate  cancer  is  critical  in  preserving  a 
man’s  ability  to  have  spontaneous  erections  following  surgery.  Because  of  the  close  proximity  of  the  nerves  to  the 
prostate  surface,  they  are  at  risk  of  injury  during  dissection  and  removal  of  a  cancerous  prostate  gland.  Their 
microscopic  nature  also  makes  it  difficult  to  predict  the  true  course  and  location  of  these  nerves  from  one  patient 
to  another.  These  observations  may  explain  in  part  the  wide  variability  in  reported  potency  rates  following 
prostate  cancer  surgery.1  Recent  anatomical  studies  also  suggest  that  the  cavernous  nerves  may  have  more 
extensive  branching  along  the  prostate  surface  than  originally  thought,  and  that  our  current  understanding  of 
the  location,  extent,  and  course  of  these  nerves  may  be  limited.2  Therefore,  improvements  in  real-time  imaging 
and  identification  of  the  cavernous  nerves  during  surgery  would  aid  preservation  of  the  nerves  and  improve 
postoperative  sexual  potency,  thus  resulting  in  direct  patient  benefit. 

Optical  coherence  tomography  (OCT)  is  an  emerging  noninvasive  optical  imaging  technique  that  can  be 
used  to  perform  high-resolution  cross-sectional  in  vivo  and  in  situ  imaging  of  microstructure  in  transparent  and 
nontransparent  biological  tissues.3  OCT  utilizes  a  low  coherence  (white  light)  interferometer  to  obtain  cross- 
sectional  images  synthesized  from  a  series  of  laterally  adjacent  depth-scans.  OCT  imaging  of  the  cavernous 
nerves  in  the  rat  and  human  prostate  has  recently  been  demonstrated.4-7  However,  improvements  in  the  quality 
of  the  OCT  images  may  be  necessary  prior  to  clinical  use. 

Speckle  occurs  in  the  OCT  image  when  the  particles  composed  in  the  underlying  structures  are  smaller  than 
the  coherence  length  of  the  light  source.8  Speckle  modeled  as  multiplicative  noise  can  be  transformed  to  additive 
noise  by  applying  a  logarithmic  operation.  Many  methods  have  been  proposed  to  reduce  speckle  noise.  However, 
those  which  use  frequency  and  spatial  compounding  do  not  take  advantage  of  the  information  contained  in 
the  speckle  patterns  and  can  be  difficult  to  implement  in  real  time.9  Recently,  wavelet  techniques  have  been 
employed  successfully  in  speckle  noise  reduction  for  OCT  images.10  Choosing  a  proper  threshold  algorithm  for 
wavelet  denoising  is  the  main  part  of  using  wavelet  techniques  in  speckle  noise  reduction.  Stein’s  unbiased  risk 
estimator  (SURE)  algorithm  to  calculate  a  data-adaptive  threshold  is  the  best  practical  threshold  procedure  for 
cases  involving  visual  judgement  of  medical  images.11 
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Figure  1.  Common-path  interferometer-based  OCT  system  with  the  above  configuration  was  used  in  tandem  with  a 
translational  stage  to  obtain  two-dimensional  cross-sectional  OCT  images.  SLED,  C\  and  D\  are  the  broadband  light 
source,  circulator  and  detector,  respectively. 


In  this  study,  a  novel,  low- maintenance,  low-cost,  lightweight  OCT  system  using  an  all  single-mode  fiber 
(SMF)  common-path  interferometer-based  scanning  system  (Optiphase,  Van  Nuys,  CA)  is  used  for  imaging 
and  identification  of  the  cavernous  nerves  in  the  rat  prostate.  The  all  SMF  based  interferometer  provides  a 
resolution  comparable  to  bulk  optics  systems,12  and  may  serve  as  a  new  low-cost  OCT  system  for  commercial 
applications.13, 14  A  wavelet  shrinkage  denoising  technique  using  SURE  algorithm  is  applied  for  speckle  noise 
reduction  in  the  OCT  image.  It  is  shown  that  the  image  quality  of  the  cavernous  nerves  improves  both  visually 
and  by  numerical  metrics. 


2.  INTERFEROMETER  DESIGN 

The  design  of  the  common-path  interferometer-based  OCT  system  is  shown  in  Figure  1.  No  separate  arm 
for  reference  is  required  in  the  common-path-based  OCT  system,  and  this  unique  configuration  provides  the 
advantage  of  using  any  arbitrary  length  of  detachable  probe  arm.  The  option  to  have  detachable  low-cost  probes 
may  simplify  the  instrumentation  of  endoscopic  OCT  (EOCT),  and  may  also  be  very  useful  in  cases  where  probes 
might  need  to  be  disposable  to  meet  health  safety  standards. 

3.  EXPERIMENTAL  OCT  SETUP 

In  our  experimental  setup,  the  probe  is  mounted  on  a  high-speed  translational  stage  (850G-HS,  Newport,  Irvine, 
CA),  interfaced  with  a  motor  controller  (ESP  300,  Newport,  Irvine,  CA)  with  the  sample  scanned  in  the  transverse 
plane.  The  reflection  from  the  air-glass  interface  of  the  fiber  tip  provides  the  reference  signal  and  the  piezoelectric 
fiber  stretchers  implement  the  longitudinal  scanning  function.  The  scan  range  of  the  system  is  7  mm  (in  air) 
at  a  scanning  frequency  of  30  Hz.  The  Doppler  frequency  of  the  interferometer  is  approximately  695  kHz. 
Faraday  mirrors  are  used  instead  of  simple  reflectors  in  the  scanning  interferometer  to  ensure  high  interferometric 
visibility,  as  well  as  to  reverse  the  effects  of  polarization  or  birefringence  modulation  caused  by  sweeping  the  fiber 
stretchers.15  This  allows  the  entire  design  to  be  comprised  of  low-cost  single- mode  fiber.  A  superluminescent 
light-emitting  diode  (DL-CS  3504,  DenseLight  Semiconductors,  Singapore)  with  a  center  wavelength  of  1310  nm 
and  35  nm  optical  bandwidth  was  used  as  the  light  source.  Our  optical  receiver  (LDPF0065,  Tyco  Elec  PINFET, 
with  80  kV/W  sensitivity,  80  kD  transimpedance  at  1300  nm)  has  a  saturation  limit  of  approximately  25  W  and 
a  responsivity  of  approximately  0.8  A/W.  OCT  imaging  was  performed  with  an  output  power  of  5  mW.  The 
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Figure  2.  Close-up  view  of  the  cavernous  nerve  on  the  surface  of  the  rat  prostate,  shown  in  white. 
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Figure  3.  OCT  image  of  the  rat  cavernous  nerve  (Longitudinal  section).  The  cavernous  nerve  lies  superficial  to  the  prostate 
gland. 


average  SNR  of  our  system  is  measured  to  be  approximately  35  dB  when  a  rat  prostate  sample  is  illuminated  by 
5  mW  incident  power. 

Figure  2  shows  a  close-up  view  of  the  cavernous  nerve  on  the  rat  prostate.  Two-dimensional  cross-sectional 
OCT  imaging  of  the  rat  prostate  was  performed,  Figure  3.  The  resolution  of  the  system  is  20  fi m  (lateral)  x  16 
/im  (longitudinal).  The  image  size  is  750x550  pixels,  covering  an  area  of  1. 9x1.9  mm. 

4.  WAVELET  SHRINKAGE  DENOISING 

Although  preliminary  OCT  imaging  of  the  rat  cavernous  nerve  was  demonstrated  based  on  this  novel  interfer¬ 
ometer  design,  there  is  further  need  for  improving  the  dynamic  range  of  the  system.  In  this  section,  wavelet 
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Table  1.  Image  Quality  Values 


Image 

CNR 

(dB) 

ENL 

SNR  (dB) 

Original 

-0.4519 

2072 

37.37 

Denoised 

2.225 

3200 

46.43 

shrinkage  denoising  is  employed  to  reduce  the  speckle  noise  in  the  OCT  image.  Denoising  attempts  to  remove 
noise  and  retain  signal  regardless  of  the  frequency  content  of  the  signal.  Wavelet  shrinkage  is  denoising  by 
shrinking,  nonlinear  soft  thresholding,  in  the  wavelet  transform  domain.  The  observed  image,  X,  is  modeled  as 
an  uncorrupted  image,  5,  and  multiplicative  speckle  noise,  N.  On  a  logarithmic  scale,  speckle  is  converted  to  ad¬ 
ditive  noise,  X  =  S  +  N.  The  wavelet  shrinkage  denoising  algorithm  requires  the  following  four-step  procedure,11 
implemented  by  Matlab. 


Y  =  W{X) 

A  =  d(Y ) 

Z  =  D(Y,  A) 
S  =  W~1{Z) 


(1) 


A  wavelet  transform,  W,  must  be  specified  by  its  analysis  and  synthesis  wavelet  filter  banks.  In  our  case,  filter 
coefficients  are  calculated  from  the  8-tap  Daubechies  orthonormal  wavelet  with  the  total  number  of  two-level 
2-D  wavelet  transform. 

Operator  d(.)  selects  a  data-adaptive  threshold  which  depends  not  just  on  the  number  of  samples  but  on 
the  data  in  any  generic  domain.  We  use  the  Stein’s  unbiased  risk  estimator  (SURE)  algorithm  to  calculate  A. 
SURE  uses  a  local  threshold  A i  estimated  adaptively  for  each  level  l 16  and  is  the  best  threshold  procedure  that 
can  be  judged  by  human  observer.11  £)(.,  A)  denotes  the  denoising  operator  with  soft  threshold  A,  D(Y,  A)  = 
sgn(Y )  x  max(0,  \  Y\  —  A),.17  D  nulls  all  values  of  Y  for  which  \Y\  <  A  and  shrinks  toward  the  origin  by  an 
amount  A  all  values  of  Y  for  which  \Y\  >  A.  After  estimating  the  signal  components  of  the  noisy  coefficients  in 
the  wavelet  domain,  the  inverse  wavelet  transform,  W-1,  is  taken  to  reconstruct  the  noise- free  image. 


5.  RESULTS  AND  DISCUSSION 

The  same  OCT  image  from  scanning  the  cavernous  nerve  coursing  along  the  surface  of  the  rat  prostate  after 
denoising  is  shown  in  Figure  4.  In  comparison  with  Figure  3,  speckle  noise  reduction  is  observed  after  wavelet 
shrinkage  denoising.  The  OCT  signals  in  a  longitudinal  scan  sample  before  and  after  filtering  were  also  taken 
for  comparison,  Figure  5. 

Image  quality  metrics  were  used  to  assess  performance  by  measuring  the  average  contrast-to- noise  ratio, 
CNRn  =  10  x  log (fin  —  Hb/y/cTn  -f  cr2),8  and  the  average  equivalent  number  of  looks,  ENLn  =  Mn/^n?10  over 
the  region  of  interest  which  is  the  location  of  the  cavernous  nerve  in  each  image.  is  the  mean  of  the  pixel 
values  in  the  location  of  the  cavernous  nerve,  crn  is  the  pixel  standard  deviation,  and  /i&  and  <75  are  the  pixel 
mean  and  standard  deviation  of  a  background  region  of  the  image,  respectively.  All  measurements  are  made 
after  logarithmic  transformation.  In  addition,  the  global  SNR  is  calculated  as  SNR  =  10  x  log(max(X^n)2/cr2in), 
where  Xun  is  the  two  dimensional  matrix  of  pixel  values  in  the  OCT  image  and  afin  is  the  noise  variance,  both 
on  linear  intensity  scales.8  Table  1  shows  image  quality  values  for  the  original  and  wavelet  denoised  images. 

The  SNR  was  improved  by  9  dB  in  the  rat  prostate  image.  This  is  an  improvement  over  the  adaptive  wavelet 
filtering  algorithm  used  by  Fujimoto  et  al  (2004). 10  Identification  of  the  cavernous  nerves  is  performed  visually 
during  prostate  cancer  surgery.  Therefore,  we  chose  the  SURE  threshold  procedure  which  has  the  best  result 
for  visual  judgement.11  The  image  quality  was  improved  in  the  entire  image  and  specifically  in  the  region  of  the 
cavernous  nerves. 
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Figure  4.  OCT  image  of  the  rat  cavernous  nerve  after  wavelet  shrinkage  denoising. 


Figure  5.  Comparison  of  the  OCT  signals  in  a  longitudinal  scan  sample  before  and  after  wavelet  shrinkage  denoising. 
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6.  CONCLUSION 


A  novel  all-fiber  common-path-based  OCT  system  was  used  for  imaging  the  cavernous  nerves  in  the  rat  prostate, 
which  is  a  relevant  model  for  nerve-sparing  prostate  cancer  surgery.  The  image  quality  was  improved  by  applying 
wavelet  shrinkage  denoising  using  the  Stein’s  unbiased  risk  estimator  (SURE)  algorithm  to  estimate  a  local 
threshold  adaptively  for  any  approximation  and  detail  coefficients  separately.  A  significant  improvement  in  the 
image  quality  of  the  cavernous  nerves  and  an  SNR  increase  of  9  dB  was  obtained  in  the  prostate  image. 
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ABSTRACT 

The  performance  of  wavelet  shrinkage  algorithms  for  image-denoising  can  be  improved  significantly  by  consider¬ 
ing  the  statistical  dependencies  among  wavelet  coefficients  as  demonstrated  by  several  algorithms  presented  in 
the  literature.  In  this  paper,  a  locally  adaptive  denoising  algorithm  using  a  bivariate  shrinkage  function  is  applied 
to  reduce  speckle  noise  in  time-domain  (TD)  optical  coherence  tomography  (OCT)  images  of  the  prostate.  The 
algorithm  is  illustrated  using  the  dual-tree  complex  wavelet  transform.  The  cavernous  nerve  and  prostate  gland 
can  be  separated  from  discontinuities  due  to  noise,  and  image  quality  metrics  improvements  with  signal-to-noise 
ratio  (SNR)  increase  of  14  dB  are  attained  with  a  sharpness  reduction  of  only  3%. 


1.  INTRODUCTION 

Optical  coherence  tomography  (OCT)  is  a  noninvasive  optical  imaging  technique  used  to  perform  high-resolution 
cross-sectional  in  vivo  and  in  situ  imaging  of  microstructure  in  biological  tissues.1  OCT  imaging  of  the  cavernous 
nerves  in  the  rat  and  human  prostate  has  recently  been  demonstrated.2  5  However,  improvements  in  the  quality  of 
the  images  for  identification  of  the  cavernous  nerves  during  prostate  cancer  surgery  would  aid  preservation  of  the 
nerves  and  improve  postoperative  sexual  function.  Speckle  occurs  in  the  OCT  image  when  the  particles  composed 
in  the  underlying  tissue  structures  are  smaller  than  the  coherence  length  of  the  light  source.6  Recently,  wavelet 
techniques  have  been  employed  successfully  in  speckle  noise  reduction  for  OCT  images.7  Wavelet  shrinkage 
denoising  is  denoising  by  nonlinear  soft  thresholding  in  the  wavelet  transform  domain.  In  this  paper,  a  local 
adaptive  estimation  of  necessary  parameters  for  a  bivariate  shrinkage  function  is  applied  on  the  dual-tree  complex 
wavelet  transform  for  wavelet  shrinkage  denoising  in  the  OCT  images  of  the  rat  prostate.  Comparisons  before 
and  after  image-denoising  are  given  to  illustrate  the  effectiveness  of  this  approach. 

2.  LOCAL  ADAPTIVE  ALGORITHM 

In  the  wavelet  domain  the  denoising  problem  can  be  formulated  as  y  =  w  +  n,  where  w  p  (uq,  W2),  y  =  (y  1,2/2) 
and  n  =  (711,712).  W2  is  the  wavelet  coefficient  at  the  same  position  as  uq,  but  at  the  next  coarser  scale.  The 
MAP  estimator  of  w\  can  be  used  as8 
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which  can  be  interpreted  as  a  bivariate  shrinkage  function.  A  robust  median  estimator  is  applied  to  estimate  the 
noise  variance  a2  from  the  finest  scale  wavelet  coefficients9 
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Table  1.  Mean  Values  of  Image  Quality  Metrics 


Image 

CNR  (dB) 

ENL 

/u%) 

SNR  (dB) 

Original 

8.31 

1613.9 

100 

26.65 

Denoised 

11.47 

2466.8 

97 

40.87 

The  marginal  variance  a2  for  the  kth  coefficient  will  be  estimated  using  neighboring  coefficients  within  a 
square-shaped  window  N(k)  which  is  centered  at  the  kth  coefficient.  From  the  model,  a2  =  a2  +  a2  where  a2 
is  the  marginal  variance  of  noisy  data  yi  and  1/2-  Since  yi  and  7/2  are  modeled  as  zero  mean,  a2  can  be  found 
empirically  by10 


dV  =  E  yi’  yie  (3) 

where  M  is  the  size  of  neighboring  coefficients,  N(k).  Then,  a  can  be  estimated  as 


The  Wavelet  Transform  package  by  Selesnick  et  al. 11  was  used  for  implementation  of  the  following  summarized 
algorithm. 

1.  Calculate  the  noise  variance  a2  using  (2). 

2.  For  each  wavelet  coefficient: 

a)  Calculate  a2  using  (3). 

b)  Calculate  a  using  (4). 

c)  Estimate  each  coefficient  using  a  and  a2  in  (1). 

3.  RESULTS 

TD  OCT  images  of  the  cavernous  nerves  coursing  along  the  surface  of  the  rat  prostate  at  different  orientations 
(longitudinal,  oblique,  and  cross-sectional)  were  taken  by  an  FDA-approved,  clinical  endoscopic  OCT  system 
(Imalux,  Cleveland,  OF1).  Figure  1  shows  these  images  before  and  after  denoising. 

Image  quality  metrics  were  used  to  assess  performance  by  measuring  the  average  contrast-to- noise  ratio, 
CNRn  =  10  x  log (fjbn  —  yb/ \A t2  +  cr2),6  and  the  average  equivalent  number  of  looks,  ENLn  =  fi^/a^J  over  the 
region  of  interest  which  is  the  location  of  the  cavernous  nerve  in  each  image.  fin  is  the  mean  of  the  pixel  values 
in  the  location  of  the  cavernous  nerve,  an  is  the  pixel  standard  deviation,  and  /ib  and  a  &  are  the  pixel  mean  and 
standard  deviation  of  a  background  region  of  the  image,  respectively.  All  calculations  are  made  after  logarithmic 
transformation  of  the  image.  In  addition,  the  global  SNR  is  calculated  as  SNR  =  10  x  log(max(X^n)2/cr2in), 
where  Xun  is  the  two  dimensional  matrix  of  pixel  values  in  the  OCT  image  and  a2in  is  the  noise  variance,  both  on 
linear  intensity  scales.6  The  image  sharpness  parameter,  /?,  determines  the  degree  of  smoothing  in  the  denoised 
image  in  the  location  of  the  cavernous  nerve.12  The  mean  values  of  CNR,  ENL  and  SNR  for  9  sample  images 
show  significant  improvement  with  a  slight  reduction  in  the  /3 ,  as  shown  in  Table  1. 

4.  CONCLUSION 

A  bivariate  shrinkage  model  was  applied  to  the  wavelet  denoising  for  speckle  noise  reduction  in  TD  OCT  images 
of  the  prostate  gland.  The  dual-tree  complex  wavelet  transform  was  used  to  take  advantage  of  this  transform 
which  is  shift- invariant  and  directionally  selective.  An  SNR  increase  of  14  dB  with  significant  image  quality 
improvements  was  obtained.  This  algorithm  for  wavelet  denoising  may  be  a  useful  technique  for  clinical  OCT 
applications. 
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Figure  1.  TD  OCT  images  of  the  rat  cavernous  nerve:  (a,b)  Longitudinal  section;  (c,d)  Oblique  section;  (e,f)  Cross-section. 
(a,c,e)  before;  (b,d,f)  after  denoising.  The  cavernous  nerve,  corresponding  to  a  relatively  high  signal  intensity  (shown  in 
red),  lies  superficial  to  the  prostate  gland. 
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Introduction:  Optical  stimulation  of  nerves  using  near-infrared  laser  radiation  has  recently  been  demonstrated 
as  an  alternative  to  electrical  stimulation.  Advantages  include  non-contact  stimulation,  improved  spatial 
selectivity,  and  elimination  of  electrical  stimulation  artifacts.  This  study  explores  laser  stimulation  of  the  rat 
cavernous  nerves  as  a  potential  diagnostic  tool  for  identification  and  preservation  of  the  nerves  during  radical 
prostatectomy.  The  affect  of  laser  wavelength,  pulse  energy,  and  pulse  rate  on  nerve  stimulation  are  studied  to 
produce  the  maximum  response  in  intracavemosal  pressure  (ICP). 

Methods:  The  cavernous  nerves  were  surgically  exposed  in  a  total  of  10  rats.  A  Thulium  fiber  laser  was  used 
for  nerve  stimulation.  The  laser  pulse  duration,  laser  spot  diameter,  and  stimulation  time  were  fixed  at  2.5  ms,  1 
mm,  and  60  s,  respectively.  The  laser  wavelength  was  tuned  between  1850-1880  nm,  producing  a  variable 
optical  penetration  depth  in  the  nerve  from  300-600  micrometers.  The  laser  pulse  energy  was  increased  from 
0.725  mJ  -  6.75  mJ  (0.09  -  0.86  J/cm2).  The  laser  pulse  repetition  rate  was  varied  between  5-20  Hz.  Electrical 
nerve  stimulation  was  also  performed  for  comparison  (Figure  1). 


Results:  The  optimal  laser  stimulation  parameters  were  observed  to  be  at  wavelengths  of  1860-1870  nm,  pulse 
energies  greater  than  2.7  mJ  (0.35  J/cm2),  and  a  pulse  repetition  rate  of  approximately  10  Hz.  Lower  pulse 
energies  and  repetition  rates  below  the  threshold  for  optical  stimulation  produced  no  observable  ICP  response 
during  60  s  stimulation.  As  the  pulse  energy  and  repetition  rate  was  increased  further,  thermal  damage  to  the 
nerve  and  loss  of  ICP  response  was  more  frequently  observed. 
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Figure  1.  Representative  intracavemosal  pressure  (ICP)  response  after  (a)  electrical  and  (b)  optical  nerve  stimulation. 


Conclusions:  Noncontact  optical  stimulation  of  the  cavernous  nerves  may  represent  an  alternative  to  electrical 
nerve  stimulation  as  a  potential  diagnostic  tool  during  nerve-sparing  radical  prostatectomy. 
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Introduction:  Preservation  of  the  cavernous  nerves  during  radical  prostatectomy  is  critical  in  preserving  sexual 
function  after  surgery.  Optical  coherence  tomography  (OCT)  has  recently  been  studied  for  potential  use  in 
nerve-sparing  radical  prostatectomy.  However,  improvements  in  OCT  image  quality  are  necessary  prior  to 
clinical  use.  Speckle  noise  occurs  in  OCT  images  when  tissue  components  are  smaller  than  the  coherence 
length  of  the  light  source.  Denoising  attempts  to  remove  this  noise  and  retain  signal  regardless  of  the  frequency 
content  of  the  signal.  Wavelet  shrinkage  denoising  is  performed  by  nonlinear  soft  thresholding  in  the  wavelet 
transform  domain.  In  this  study,  we  compare  the  results  of  discrete  wavelet  transform  (DWT)  and  dual-tree 
complex  wavelet  transform  (CDWT)  algorithms  for  wavelet  shrinkage  denoising  in  OCT  images  of  the  rat 
prostate. 

Methods:  The  discrete  wavelet  transform  provides  the  most  compact  representation,  however,  it  has  several 
limitations.  It  lacks  the  shift-invariance  property,  and  in  multiple  dimensions  it  is  inadequate  for  distinguishing 
orientations,  which  is  important  in  image  processing.  The  dual-tree  complex  wavelet  transform  overcomes 
these  limitations,  it  is  nearly  shift  invariant,  and  it  is  oriented  in  two  dimensions.  Image  quality  metrics  were 
used  to  assess  performance  by  measuring  average  contrast-to-noise  ratio  (CNR),  average  equivalent  number  of 
looks  (ENL),  and  signal-to-noise  ratio  (SNR). 

Results:  The  complex  dual-tree  wavelet  transform  performs  better  visually  and  by  numerical  metrics  for 
wavelet  denoising  in  the  OCT  images  of  cavernous  nerves  (Table  1). 


Figure  1  on  the  right  shows  the  OCT  signals  in  a 
longitudinal  scan  of  the  prostate  before  and  after 
denoising  for  comparison. 

Conclusions:  Image  quality  metrics  of  the  cavernous 
nerves  and  signal-to-noise  ratio  were  improved 
significantly  using  the  complex  wavelet  denoising 
technique. 
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Table  1.  Image  Quality  Metrics 


Image 

CNR  (dB) 

ENL 

SNR  (dB) 

Original 

0.4135 

2439 

37.61 

Denoised  (DWT) 

5.23 

5342 

55.10 

Denoised  (CDWT) 

5.71 

6469 

54.76 
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MD;  2UNC  Charlotte,  Charlotte,  NC 
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Introduction:  Improved  diagnostic  techniques  are  necessary  for  identification  of  the  cavernous  nerves  (CN) 
during  prostate  cancer  surgery  and  preservation  of  sexual  function  after  surgery.  This  study  explores  the 
optimal  laser  parameters  for  stimulation  of  the  CN  based  on  intracavemosal  pressure  (ICP)  responses. 

Methods:  Adult  male  rats  (300-350  g)  were  used.  Identification  of  CN’s  were  first  confirmed  by  electrical 
stimulation  (4V,  60  s)  followed  by  repeated  laser  stimulation  with  a  thulium  fiber  laser.  The  laser  pulse 
duration,  laser  spot  diameter,  and  stimulation  time  were  fixed  at  2.5  ms,  1mm,  and  60  s,  respectively.  Range  of 
laser  pulse  energy  (0.725  mJ  -  7.5  mJ),  pulse  rate  (5-20  Hz)  and  wavelength  (1850-1880  nm)  were  tested  at  a 
variable  optical  penetration  depth  (300-600  pm)  to  approximate  the  nerve  thickness.  At  the  end  of  the  study, 
electrical  stimulation  of  the  nerve  was  repeated  to  ensure  viability  after  repeated  laser  stimulations.  CNs  were 
collected,  processed  and  H&E-stained  for  histological  examination. 

Results:  Optimal  laser  stimulation  parameters  were  wavelengths  of  1860-1870  nm,  pulse  energies  greater  than 
2.7  mJ  (0.35  J/cm2),  and  a  pulse  rate  of  10  Hz.  ICP  responses  after  laser  stimulation  were  comparable  to 
electrical  stimulation  (~  50  mmHg).  Histological  examination  showed  no  evidence  of  thermal  damage  to  the 
nerves.  However,  as  the  pulse  energy  and/or  pulse  rate  were  increased,  loss  of  nerve  function  was  observed. 
Conclusions:  Laser  nerve  stimulation  parameters  can  be  optimized  to  evoke  ICP  responses  similar  in 
magnitude  and  duration  to  conventional  electrical  stimulation  in  a  rat  model.  With  further  development,  optical 
nerve  stimulation  may  represent  an  intra-operative  diagnostic  technique  for  use  in  laparoscopic  and  robotic 
nerve  sparing  radical  prostatectomy  surgery. 


